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ABSTRACT

Due to a scarcity of available skeletal material, anthropologists and other practitioners face

difficulties with either the creation or validation of techniques used to estimate a biological profile in

subadults. In order to address this problem, radiographic images of living individuals are often used in lieu

of dry skeletal elements. However, radiographic images suffer from distortion. Some problems with metric
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analyses of radiographic images may be addressed with the Lodox Statscan, an X-ray machine that claims to

produce minimal distortion along the scan-axis due to a linear slot-scanning design. The purpose of this

research was to measure the distortion of skeletal elements in radiographic images generated from a Lodox

Statscan. Skeletal elements subject to multiple imaging variables that affect distortion were radiographed,

measured, and then compared to the dry bone measurements through multiple approaches. An 85% percent

agreement was obtained within a +/-1 mm range and a 97% agreement within a +/-2 mm range. Percent

difference results demonstrate that slot-axis measurements incurred more distortion than scan-axis

measurements (11.8% and 2.7%, respectively). Inclusion of foam results in 4.5% more error than when

foam is not included in the image. Angled scan-axis measurements also incurred more distortion than either

non-angled slot- and scan-axis measurements. A Bland-Altman plot reveals an overall agreement between

the radiographic and dry bone measurements, with most measurements falling within the upper and lower

limits. Similar measurement error is found in Statscan radiographic and dry bone measurements; therefore,

the Statscan offers a radiographic venue to collect metric data.
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INTRODUCTION

The absence of subadult remains in current skeletal collections is a major research obstacle for

anthropologists and other practitioners in human biology and anatomy. Current collections contain

temporally older subadult skeletons which are inappropriate for developing models for modern groups.

Furthermore, the collections do not contain enough individuals per age category for sound statistical

analyses; this is especially true when ancestry and sex are used to further separate groups. Under these

circumstances, a sample may be reduced to one or two individuals per age and ancestry category and, as

expected, cannot be used to represent the normal range of human variation.



3

Radiographic images can be used either in lieu of, or in conjunction with, dry skeletal material.

Previous research which utilized radiographic images generally focused on observational analyses (Hill,

1939; Greulich and Pyle, 1959; Lewis and Garn, 1960; Buikstra and Ubelaker, 1994; Ontell et al., 1996;

Scheuer and Black, 2000; Crowder and Austin, 2005; AlQahtani et al., 2010). Studies which collected

metric data from radiographic images noted distortion rates between 1 and 3% for skeletal elements with

minimal object-image distance (OID) and great source-image distance (SID) in images generated within a

prospective longitudinal study (Maresh, 1955, 1970; Anderson et al., 1964; Gindhart, 1973; Buschang,

1982; Smith and Buschang, 2004; Smith, 2007). Prospective research designs using radiographic images

eliminate the issue of unknown SID and OID and/or create operating procedures in order to produce the

least distortion; however, active prospective longitudinal radiographic studies rarely exist. In retrospective

radiographic studies, the SID and OID are unlikely to be known. Therefore, radiographs, which are taken

daily in hospitals and forensic laboratories, may be an impracticable source for metric variables as the

magnitude of the distortion is not considered in each image.

Figure 1 – Illustration of the relationship between image distortion for a) a set SID and OID, b) an increased

OID, and c) a decreased SID.

Distortion is defined as “the misrepresentation of object size or shape as projected onto the

radiographic recording medium” (Bontrager, 2001). Distortion and magnification in conventional

radiographs is inherent and is greatly dependent on both the SID and the OID (Figure 1) (Bontrager, 2001).
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A greater SID results in less distortion (Bontrager, 2001). When generating a radiographic image using a

cone-beam, the final image contains distortion diverging from the center, such that objects closer to the

center of the beam (central ray) are less distorted than objects further from the center (Bontrager, 2001;

Carleton and Adler, 2001). The shorter the SID, the greater the divergence angle of the X-ray beams and

the greater the distortion; conversely, a greater SID allows for less divergence of the beams, thus less

distortion (Figure 1). Most conventional radiographic machines use a cone beam. In contrast, distortion

from a collimated fan beam occurs only in the slot (perpendicular) direction of the beam, not in the scan

(parallel) direction (see below). A second factor that produces distortion in radiographic images is OID

(Figure 1). The closer the object is to the image plane, the less its projected image is distorted because

peripheral X-rays diverge less from the central ray of the X-ray beam before they reach the image plane.

Image receptors immediately adjacent to the object increase image sharpness and decrease distortion.

Therefore, a combination of a smaller OID and a greater SID results in the least distortion (Bontrager, 2001;

Carleton and Adler, 2001).

Figure 2 – Illustration of differences in distortion due to cone beam (a) and fan-beam (b) geometry.
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As can be seen in Figure 2a, the cone beam of a full-field X-ray system produces distortion in both

the x- and the y-direction of the object on the image plane. The distortion is related to the SID and OID.

Simple triangle geometry can be used to determine the extent of the distortion, provided both SID and OID

are known. However, SID and OID are rarely recorded and not likely to be known when retrospectively

evaluating conventional radiographs. Use of the Lodox Statscan radiographic images may eliminate the

problems associated with metric data collection because of the claim to generate minimal distortion in the y-

axis (scan direction). The machine is designed to offer rapid image acquisition (10-13 seconds), to

produce a highly detailed whole-body image, and to emit extremely low radiation dosage to patients and

Figure 3 – An image of a Lodox Statscan X-ray machine.

operators, thus making the machine safer to use than conventional radiography equipment (Knobel et al.,

2006; Evangelopoulos et al., 2009). The Statscan has an X-ray tube mounted on one end of a C-arm and an

image receptor on the other end (Figure 3). In order to generate a radiographic image, the C-arm is linearly

and continuously moved over an object along the y-axis with the beam perpendicular to the direction of
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motion. Furthermore, the C-arm can rotate around the patient allowing for numerous views such as oblique,

horizontal, and shoot-through (Beningfield et al., 2003). Unlike conventional full-field cone beam X-ray

machines, the Statscan incorporates a tightly-collimated fan beam for scanning images. The fan beam is

adjustable to the width of the table in the slot direction (approximately 680 mm wide), and is fixed in width

in the scan direction (approximately 2 mm).

Figure 2b shows the Lodox Statscan fan-beam geometry. The X-ray source is a fixed distance from

the image plane and moves linearly from the start to the end of the scan. Distortion of the object still occurs

in the slot direction (x-axis), similar to full-field X-ray systems, but the narrow fan beam in the scan

direction (y-axis) produces negligible distortion. Therefore, measurements taken along the scan direction of

the image may be expected to represent the original dimensions of the object. The source-image distance for

the Lodox machine is 130 cm; the SID is greater than current standards and may aid in reducing distortion

of the generated image along the x-axis. The top of the table, in the lowest position, is approximately 60 mm

from the detector (imaging) plane and allows for a minimal OID. The Lodox Statscan is capable of

producing images that are up to 1800 mm x 680 mm in size. The fundamental pixel size is 60 microns and

the contrast resolution is 14-bit greyscale, i.e., more than 16000 grey levels. The spatial resolution is as high

as 5 linepairs/mm but is dependent on the image settings.

Due to the design, the Lodox Statscan produces only x-axis distortion, and the images along the

scan-axis (y-axis) may be accurately measured. The implications of images without distortion are

enormous for anthropologists. To date, no published literature has examined distortion in skeletal

elements of full body images using a Lodox Statscan. If validated, this will substantiate the application of

osteometric techniques based on Lodox Statscan images to dry bone without a correction factor for

distortion. The purpose of this study was to measure distortion in Lodox Scatscan-generated images of dry

bone when subject to central or peripheral table placement, straight or angled table placement, and variable

OID.



7

MATERIALS AND METHODS

Femora and humeri from individuals aged less than 12 years were used. The skeletal elements are

housed in the Human Skeletal Collection of the University of Cape Town, South Africa. The skeletal

elements were in various developmental states with different overall sizes.

Four measurements were obtained from each humerus and femur using an osteometric board and

sliding calipers. The humeral measurements include: maximum length (mxl), proximal breadth (pb), distal

breadth (db), and midshaft breadth (msb). The measurements were analogous for the femur with the

exception of bicondylar length (bcl) which replaced proximal breadth. Three measurements (mxl, db, and

msb) follow the standards of Fazekas and Kósa (1978) for immature remains. Two measurements (pb and

bcl) are adopted from standards applied to mature remains (Moore-Jansen et al., 1994). Since the epiphyses

were not fused, only diaphyseal dimensions were taken.

Six long bones were subjected to six rounds of imaging with a Lodox Statscan X-ray scanner

(Lodox Systems, South Africa) located at the University of Cape Town in the Department of Human

Biology, Faculty of Health Sciences. The SID was a fixed dimension of 130 cm and the table was in the

lowest position, allowing a minimum OID of approximately 6 cm. This is the recommended setting and is

what is most commonly used. In order to account for soft tissue – a factor which affects OID (when the

object is bone) – two different heights of dense foam were used, namely 25 mm and 50 mm, to simulate

different soft tissue thicknesses. The foam also increased the distance between the object and the image

receptor (OID).

The long bones were subject to six imaging rounds, each with a different combination of imaging

variables, namely 1) midline or peripheral table position, 2) angled or parallel position on table, and 3) with

or without foam (Table 1). When the bone was angled, the most proximal portion was placed on the midline

and the distal portion was pointed to the periphery. The angle of each bone was measured using the Lodox
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Table 1 – Imaging variables which each bone was subject per imaging round.

Imaging
Round

Midline (0) /
Peripheral (1)

Straight (0) /
Angled (1)

Foam (0) /
No Foam (1)

1 0 0 0
2 1 0 0
3 1 0 1
4 1 0 1
5 - 1 1
6 - 1 1

‘-’ if the bone was angled the proximal portion was midline and the distal portion
was towards the peripheral.

imaging software (DVS 2.8.8.2, Lodox Systems, South Africa); the mean angle was 52°. The reasons for

selecting various combinations of positions and foam dimensions was to test which combinations affected

distortion and to correspond generated images of bones to actual patient positions from hospitals.

Long bone measurements were taken from the generated radiographic images using the Lodox

imaging software following the same definitions as applied to the dry bone sample. This was possible as all

measurement definitions require the dry bones to be in the anatomical position, which was how the bones

were imaged and measured. Measurements of the Statscan-generated images were compared to the original

dry bone measurements. Precision is the consistency of two measurements (Ousley, 1995; Ulijaszek and

Kerr, 1999).  Specifically for this study, measurement error due to distortion was examined; essentially, the

precision of the measurements was tested. In order to assess the level of agreement between the

measurements and ultimately the levels of distortion, different approaches were applied.

Percent agreement between the two measurement sets was first determined at the +/- 1 mm and then

at the +/- 2 mm levels. The 1 and 2 mm error limits were chosen as these are considered acceptable levels of

error within forensic anthropology. To obtain the percent agreement, the number of discordant pairs is

subtracted from the number of in-agreement pairs and divided into the total number of pairs. Standards
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within forensic anthropology do not specify a particular agreement level to be accepted in the field; for this

study a percent agreement over 75% is considered acceptable.

Due to size differences between the measurements (i.e., lengths versus breadths), calculation of the

absolute differences of the measurements would be uninformative as a means to compare the results. For

example, one millimeter difference in a long bone length of 150 mm has a different percentage of error than

1 mm difference in a midshaft measurement of 10 mm. For these reasons, comparison of dry bone and

radiographic measurements was evaluated through percent difference. Percent difference compares two

calculated values to each another such that the absolute value of the differences of the measurements is

computed and is divided into the mean of the two measurements (see below). Comparisons of percent

differences were made between the x- and y-axis measurements, central and peripheral placements, angled

and straight placements, and the two foam sizes.

	 =
−
+
2

∗ 100

A Bland-Altman plot depicts agreement between measurements. Although many studies evaluate

measurement agreement of quantitative variables using a correlation coefficient, this approach reflects only

the relationship of the two measurements, not the agreement between the two measurements (Bland and

Altman, 1986). Measurements in low agreement may still produce high correlations. The Bland-Altman plot

graphs the difference of the measurement against the mean which provides an illustration of the spread of

differences in measurements. Essentially, the plot depicts precision of the two measurements. For the dry

and radiographic measurements to be in sufficient agreement, we would expect the data to fall within the

upper and lower standard deviations which can also be considered the upper and lower limits of agreement

(Bland and Altman, 1986; Geeta et al., 2009). If the differences between the measurements generally fall

within the two standard deviations, the Lodox Statscan images are considered interchangeable with dry bone

for the purpose of measurement.
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RESULTS

Percent agreement with a +/- 1 mm range was fairly high at 85%. The dry and radiographed bone

measurements with a +/- 2 mm range resulted in an even higher agreement of 97%. Percent differences were

used to evaluate the error in the total sample, x- and y-axis measurements, central and peripheral table

placement, angled and straight table placement, and with or without foam. The total sample, inclusive of

both x- and y-axis measurements, ranged from 0.0 to 11.8% differences. X-axis measurements demonstrated

percent differences of 0.0 – 11.8%, while y-axis measurements demonstrated percent differences of 0.0 –

2.7%. Centrally located x-axis measurements had a percent difference range of 0.0 to 5.4% and peripherally

located measurements ranged from 0.0 to 6.3%. Only a 1% difference was found between central and

peripheral placement in x-axis measurements. Centrally located y-axis measurements had a maximum

percent difference of 0.56% and peripherally located y-axis measurements had a maximum percent

difference of 0.44%.

Table 2 – Percent differences between x- and y-axis measurements when imaged with and without foam

simulating OID.

min
% difference

max
% difference

Y - no foam 0 1.2
X - no foam 0 1.7

Y - with foam 0 1.6
X - with foam 1.7 6.25

The percent difference range for x-axis measurements with foam was 1.7 to 6.25% while the x-axis

measurements without foam were 0.0 to 1.7% (Table 2). The latter results are comparable to the percent

differences seen in y-axis measurements with and without foam (0.0 – 1.2% and 0.0 – 1.7%, respectively).

The differences in foam heights did not present discordant error rates. Y-axis measurements showed percent
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differences of 0.56 – 2.69% when the bone was placed at an angle and 0.00 – 0.99% when the bone was

straight. X-axis measurements showed only 0.18% differences between angled and straight placement.

The Bland-Altman plot shows that most measurement differences between the dry and radiograph

bones are within the upper and lower limits of 2 mm (Fig. 4). Approximately three measurements fall

outside the upper and lower limits of agreement, and only one is considered beyond the limits.

Figure 4 – Bland-Altman plot illustrating the differences between radiographic and dry bone measurements

with upper and lower agreement levels.

DISCUSSION

Adequate levels of measurement error are not clear-cut and tend to relate to the specific

variable/object being measured (Ulijaszek and Kerr, 1999; Goto and Mascie-Taylor, 2007). In this study, the

three approaches used to measure precision demonstrate that Lodox Statscan images are interchangeable

with measurements from dry bone, especially length measurements, or those following the y-axis. Most
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anthropologists accept measurements within 2 mm when taken on the same object; when following these

standards, the percent agreement in this study is very high (97%).

With all imaging variables combined and as expected for fan-beam geometry, the y-axis

measurements have percent differences lower than the x-axis measurements. The percent differences of y-

axis measurements is analogous to distortion recorded in prospective longitudinal growth studies where SID

and OID are controlled for optimal results (Maresh, 1970; Grivas and Komar, 2008).  Larger disparities of

the x-axis measurements would be expected when imaged in a peripheral table location due to the design of

the machine. However, negligible differences were seen between central and peripheral placement in y-axis

measurements and between central and peripheral x-axis measurements. The angle was not influential in

producing distortion in x-axis measurements as both straight and angled positioning demonstrated similar

amounts of error. The increase in error rate of angled y-axis measurements (0.56 – 2.69%) compared with

straight y-axis measurements (0.00 – 0.99%) may be indicative of x-axis distortion since the bone is not

parallel to the y-axis. The OID variable introduced the most error (4.6% error) for x-axis measurements.

Minimal error was found in y-axis measurements with and without foam, and in x-axis measurements

without foam.

The Bland-Altman plot illustrates that the majority of comparable measurements fall within the upper

and lower agreement levels. The measurement that falls outside the two standard deviations of the Bland-

Altman plot was obtained from a bone imaged with foam and placed at a 65° angle, the largest angle of all

bones in the study. Although this was a y-axis measurement, the error may due to both angle and OID such

that it is more similar to an x-axis measurement. As shown, x-axis measurements and an OID present with

the greatest measurement error.

When obtaining measurements from Lodox Statscan images, the x-axis and OID need to be considered.

If measurements of large dimensions are taken along the slot (x) axis, the amount of distortion needs to be

obtained so as to determine the need for a correction factor. Furthermore, measurements of objects with
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larger soft tissue thicknesses may also present with more distortion, such as the femoral heads or pelvis. The

Lodox Statscan software does have a feature for correcting the aspect ratio, which is related to the OID, but

this feature has not been validated in its use. The aspect ratio was not applied in this study as it is not a

feature used in hospitals and/or forensic laboratories.

Since most studies evaluate measurement error of quantitative variables with correlation coefficients,

comparative data for the results of the current study are not readily available. In order to circumvent this

problem, percent differences of a craniometric dataset where two observers have measured the same crania

and percent differences for intra-observer error of the dry bone sample used in the current study, are applied.

While the two datasets present inter- and intra-observer error, respectively, and the radiographic images

present distortion error, the goal was to compare percent differences between datasets as a means to assess

whether the error in radiographic images is equivalent to the error inherently introduced between observers.

The craniometric dataset presents a percent difference range of 0.09 – 9.80%. Generally, percent differences

of the intra-observer dry bone dataset fell between 0.0 – 4.08%, but there was one midshaft measurement

with a 1 mm difference which resulted in a 10.5% difference. Although the radiographic measurements had

a higher maximum percent difference (inclusive of all imaging variables and x- and y-axes) of 11.8%, the

distortion error is similar to the error observed in the Lodox Statscan-generated images.

Though the current study was initiated to evaluate the Lodox Statscan-generated images as a means to

obtain information on the subadult skeleton, the results are also applicable to adult skeletons. The statistical

analyses show that using Lodox Statscan-generated images for metric analyses of long bones are acceptable

when the patient is placed in the anatomical position. The observer will need to apply their own judgment as

angled y-axis measurements presented with higher error.

The Lodox Statscan machine is utilized in trauma units as part of triage standard operating procedures

and forensic laboratories as part of the postmortem examination. There is also one dedicated pediatric

installation in Cape Town, South Africa. The daily procedures at both types of institutions result in a large
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data source available to evaluate subadult, as well as adult, skeletal material. Moreover, the opportunity to

image a full body with minimal distortion and high resolution could benefit practitioners in many fields as

prospective analyses require funding, participants, ethical approval for each candidate, and access to

facilities which practitioners may not have. Retrospective data collection is ideal to gather the same type of

data without the complexities of a large-scale prospective study. The Lodox Statscan is not invasive,

delivers a very low dose and could be a source of image data of modern individuals.
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