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SYNOPSIS 

Some problems in the determination of trace impurities in complex matrices by stripping 

voltammetry was investigated. Two separate analyses were studied, namely the 

determination of cobalt in a zinc electrolyte and the determination of arsenic in high 

purity gold. In both cases matrix exchange was employed, thus flow systems were 

designed which included an on-line deoxygenation system. In the former a flow 

cell containing a hanging mercury drop electrode with perpendicular mercury and 

solution flow was designed. Cobalt was complexed by dimethylglyoxime (DMG) and 

determined by adsorptive stripping voltammetry. Interference from zinc was removed by 

chelating it with citrate. In the latter case, a wall-jet cell was used with a gold film plated 

onto a glassy carbon substrate as the working electrode. Arsenic was determined by 

anodic stripping voitammetry. Interference from the large excess of gold present was 

prevented by forming the kinetically inert gold (I) complex. The pH of the solution was 

 
 
 



adjusted to 3 to prevent electrode passivation, while avoiding decomposition of the gold 

(I) cyanide complex. However, copper was found to be a major interference in this 

analysis. This project demonstrated that electroanalytical techniques could be used for 

the determination of trace elements in complex matrices. 
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SAM EVATT I NG 

probleme met die bepaling van spoor onsuiwerhede in komplekse monsters is 

met stropingsvoltammetrie ondersoek. Twee verskillende ontledings is bestudeer; 

naamlik, die bepaling van kobalt in 'n sink elektroliet en die bepaling van arseen in hoe 

suiwerheid goud. In albei gevalle is matrysuitruiling gebruik, waarvoor vloeisisteme 

ontwerp is wat ook aanlyn-suurstofonttrekking ingesluit het. is 'n vloeisel met 'n 

hangende kwikdruppel elektrode ontwerp waar die kwik- en oplossingvloei loodreg op 

mekaar is. Kobalt is met dimetielglioksiem (DMG) gekomplekseer en bepaal deur 

middel van adsorptiewe stropingsvoltammetrie. Die steuring van sink is oorkom deur 

die sinksitraatchelaat te vorm. Tweedens is 'n muurspuitsel gebruik waar die werkende 

elektrode 'n goudfilm glasagtige koolstof elektrode was. In die bepaling van arseen met 

anodiese stropingsvoltammetrie is sianied gebruik om die goud komplekseer as die 

goud(l)sianiedkompleks. Steuring deur groot oormaat goud is voorkom deur die 
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vorming van die kineties inerte goud(l)sianiedkompleks. Die pH van die oplossing was 3 

om passivering van elektrode verhoed, terwyl dit terselfdertyd voorkom dat die 

goud(l)sianiedkompleks ontbind. Die projek het aangetoon dat koper erg steur in hierdie 

bepaling. Dit bewys dat elektroanalitiese tegnieke vir die bepaling van spoor elemente 

in komplekse monsters gebruik kan word. 
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Introduction 

CHAPTER 1 

INTRODUCTION 

The need for trace analyses in complex matrices becoming more apparent. There 

however, many difficulties surrounding this of analysis. For example, 

solutions with trace impurities in a matrix solution that has a high salt content or a high 

concentration of total dissolved solids present a problem when analysing by 

spectroscopic techniques. In contrast, the high salt content is generally beneficial in 

improving the conductivity of the solution when using an electrochemical technique. 

This technique also provides the sensitivity needed and can be selective depending on 

the background electrolyte used.. This project was aimed finding whether an 

electrochemical technique would be suitable to solve this problem. In addition, 

electrochemical techniques offer the ability to do speciation, which spectroscopic 

techniques are not always suitable to do. 

peak potentials of a number of metals are close together, but it often relatively 

easy to carry out determination of several metals in one run, if they are present in 

similar concentrations. It is, however, more complicated to determine a trace amount in 

the of a large excess of an interfering substance. There are many different 

kinds of that need to be recognised in these situations. Surface-active 

could adsorb onto the electrode which could poison the electrode. 

Substances could with the material. Two substances could be 

deposited together at a given potential and influence each other during the stripping 

process, for example, their peaks could overlap. The analyte could deposited while 

another substance that is present in ex(;es:s. which stays in solution, undergoes a 

simultaneous electrode reaction. During the stripping process, substance in the 

solution undergoes the reverse electrode reaction may interfere owing to the 

appearance of a wave or a broad in the vicinity of the analytepeak [1]. 
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Introduction 

The selectivity of an electrochemical analysis can be improved in a number of ways. A 

preliminary separation could take place, such as a solvent extraction, coprecipitation, 

volatilisation, chromatographic techniques, electrophoresis and so on. However, this is 

not preferable as it requires a significantly longer analysing time, more contamination 

could occur and it is often not suited to trace determination. Electrochemistry has a 

"built-in" preconcentration step, namely pre-electrolysis, which is more suitable. The 

pre-electrolysis conditions, the stripping technique and the choice of the electrode 

material could all improve selectivity. It also enhances the sensitivity greatly. 

Stripping analysis consists of two main steps, namely the preconcentration and the 

stripping step. In the preconcentration step, the analyte is accumulated onto or into the 

electrode. In the stripping step, the accumulated material is oxidised or reduced back 

into solution. The response recorded the latter is proportional to the amount of 

accumulated analyte which, in tum, is proportional to the bulk concentration. There are 

various stripping techniques such as anodic stripping voltammetry (ASV) , cathodic 

stripping voltammetry (CSV) , potentiometric stripping analysis (PSA), adsorptive 

stripping voltammetry (AdSV) and so on [2]. Only ASV and AdSV will be looked at in 

detail here as they were the techniques used in this project. 

ASV entails the reduction of a metal ion to the metal during the preconcentration step. 

This is achieved by applying a potential, that is more cathodic than the standard 

potential of the least easily reduced metal to be analysed, for a specified time period. A 

metallic layer forms on the surface of electrode or an amalgam is formed when a 

mercury electrode is used. This generally involves forced convection to improve 

the mass transport of the analyte to the surface of the electrode. The convection is 

stopped and a period of a couple of seconds is implemented to ensure that the 

stripping occurs in a quiescent solution and to establish a uniform concentration 

within mercury if a mercury electrode used. A positive-going potential scan is 

then applied and the accumulated species are then reoxidised. The metals are stripped 

from the electrode in an order that is a function of their standard potential. This gives 
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Introduction 

rise to anodic peak currents which are measured. concentration of the metal can 

then be deduced from the heights (or areas) of the peaks produced [2]. 

The concept for AdSV is very much the same as that for ASV. In the case of a metal 

determination, a metal chelate is formed and this is adsorbed onto the surface of the 

electrode at a particular potential for a specified time period. Stripping is achieved by a 

negative-going potential scan and reduction occurs, through the metal or the 

ligand. The current response is proportional to the surface concentration of the analyte, 

which is proportional to the bulk concentration in solution. Many other surface-active 

substances can be analysed in this way 

Complexing agents provide various ways of improving selectivity of stripping 

methods. A suitable complexing agent could shift the deposition potential of an 

interfering metal so that it will not deposit at the electrode, or move the stripping peaks 

further apart. The analyte could also complexed, resulting in an adsorption of this 

complex at the electrode. It is necessary to know the electrode reactions of 

complexing agents themselves under the conditions of the determination, to avoid 

possible Intl:~rtl:>rl:>n 

Pre-electrolysis together with matrix exchange is a powerful way to improve 

selectivity. After pre-electrolysis from the sample solution, the stripping process is 

l"'-:lIrlr.oi't out in another electrolyte that is of interfering species. The best way to 

perform a matrix exchange is by using a flow system. In this manner the deposit is not 

exposed to air when the solution is changed and deposit does not undergo 

mechanical Tr.n~oc; and possible losses when the electrode is removed from the one 

solution and into another. An electrochemical detector can readily be inserted 

into the conduits of a flow system and thus on-line analYSis is also made possible. 

Other advantages of a flow system include convective mass transport, automation, 

increased precision, uced analysis time and reduced contamination. 
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Introduction 

In these trace analyses, it is not only the selectivity that is an issue, but also the 

sensitivity. Generally some form of enrichment of the analyte is required. Electrolytic 

accumulation is a simple and convenient way to both isolate and preconcentrate the 

component of This can be done in a number of ways, for example the 

deposition of the analyte on the or into the electrode, the adsorption of a 

complex onto the surface of the electrode, the use of modified electrodes and so on. 

Two different matrices were looked at in the project, namely a zinc electrolyte and high 

purity gold. impurities analysed for were cobalt and arsenic respectively. 

1.1) DETERMINATION OF COBALT IN ZINC ELECTROLYTES 

There are several grades of zinc on the market, the purest of which is produced by the 

electrolytic process [3]. The main procedures in producing zinc involve mining and 

concentrating the are. This is then roasted to form zinc oxide which is dissolved in dilute 

sulphuric acid. The solution is purified to remove unwanted impurities and electrolysis 

is carried out on this solution. It is at this point where impurities present even in very 

small quantities could have extremely undesirable effects. Once depleted, the zinc 

sulphate solution and the generated sulphuric acid are returned to leaching step. 

This cyclic circuit susceptible to the accumulation of impurities [3,4]. 

Elements that could have a deleterious effect on zinc electrowinning and that are 

generally present in significant quantities are iron, cobalt, nickel, copper, arsenic, 

antimony, germanium, tin, selenium, tellurium, cadmium, silver, chlorine, fluorine 

and manganese [3,5-8]. The type and quantity of impurities present would depend on 

the location of the are body. Some of the problems experienced to the presence of 

these impurities are: reduced current efficiencies, a poor deposit morphology, the co

deposition with zinc, redissolution of deposited zinc, the lowering of the hydrogen 

over-VOltage or the zinc deposit could adhere to the cathode [3,5,9,10]. Elements such 

as sodium, potassium, calcium and magnesium may be present in large quantities 
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Introduction 

without having detrimental effects [3]. It is therefore important to be able to analyse the 

electrolyte before the electrolysis step to prevent any of the above mentioned problems. 

Cobalt as an impurity was particularly looked at in this study. The presence of cobalt 

causes the formation of round holes in the zinc deposit as a result of redissolution of 

zinc [3,9}. This redissolution is caused by an increased amount of hydrogen evolution 

due to cobalt present. [11] It has also been reported that it decreases the current 

efficiency [12]. Cobalt can be tolerated to about 10 mg.r l in the absence of other 

impurities, but its hannful effects are increased by the presence of other elements such 

as germanium [3]. It is therefore estimated that a maximum of 0.3 mg.rl cobalt is 

acceptable [12]. In theory cobalt should be removed by the addition of zinc dust, but in 

practice it does not remove sufficient amounts. A number of other additives could be 

used for cobalt removal , such as potassium antimony tartrate, antimony trioxide, 

Nitroso-8eta-Naphthol, hot copper-arsenic-zinc dust or an aqueous solution of sodium 

ethyl xanthate [3]. 

In this project, cobalt was determined as its DMG (dimethylglyoxime) complex at a 

hanging mercury drop electrode (HMDE) and hence AdSV was used. This would curb 

problems experienced with cobalt at a mercury electrode such as the irreversibility of 

the redox process and the poor sensitivity of stripping methods due to the low solubility 

of cobalt in mercury [12-14]. This would also give some selectivity as the reduction 

potentials of cobalt and zinc are similar. 

The work by Mrzljak et al. [12] was used as a basis for this part of the project as they 

also analysed for cobalt in a zinc electrolyte. This was to ensure that the flow system 

designed for this project was working well and this was best done using a method that 

had been proven to work previously. The project could then be extended to unknown 

scenarios. Their work takes many things into account. The cobalt sensitivity was 

enhanced by forming the DMG complex. The interference from the extremely high zinc 

concentrations present were reduced in two ways, namely, by complexing the zinc with 
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Introduction 

sodium citrate which moves the zinc reduction peak to more negative potentials and by 

utilising a matrix exchange method where stripping occurs in a comparatively 

uncontaminated solution. [12] 

Mrzljak et a/. [12] used a bottom-drain cell displayed in figure 1.1. The zinc electrolyte 

was first diluted six times with a supporting electrolyte. The sample was then injected 

directly over the HMDE from the flow adapter and during this time the analyte was 

collected at the working electrode that was held at a fixed potential. Due to the greater 

density of the sample versus the stripping electrolyte contained in the cell, the sample 

sank to the bottom of the cell and stripping occurred in a relatively uncontaminated 

solution, thus reducing zinc interference. The contaminated stripping electrolyte was 

then drained and replaced by fresh electrolyte [12]. This cell design restricted its use to 

samples with fairly high specific gravities, whereas the cell designed for this project was 

aimed at producing a cell that would be more versatile (refer to chapter 3). 

1 3 4 	 5 2

I II 1/ 

I I j I 
 I 

I 
I 

II l IIIii'll 
6IL!JI 

,17I 

Figure 1.1: 	 Schematic diagram of the bottom-drain cell used by Mrzljak et a/ [12]. (1) 

Sample inlet line; (2) nitrogen purge line; (3) reference electrode; (4) 

Metrohm HMDE; (5) auxiliary electrode; (6) PAR 310 flow adapter; (7) 

sample-electrolyte drain to waste; (8) control valve 
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Included in the flow system was a deoxygenation system. This was to remove dissolved 

oxygen present in solution which interferes in the application of electroanalytical 

A semi-permeable membrane set-up was used due to in 

oxygen removal and its ability to be used in ·now systems (refer to chapter 4). 

1.2) THE DETERMINATION OF ARSENIC IN HIGH PURITY GOLD 

It is necessary to able to determine the amount of impurities in gold in order to 

assess the value, to check its physical properties for other uses, for example in 

medicine and in microelectronics, and to establish its point of origin. The typical 

content of trace impurities in high purity gold is represented in table 1.1 [1 

Typical content of trace impurities in high purity gold [15] 
.----~-----,---------,---..------,----------., 

• Co 

• Mn 

, Cd 

Rh 

Concentration 

Il-1g.g,1 

• 1.2 

0.019 

0.1 

0.5 

1.0 

0.5 

Element 

Zn 

As 

Sb 

. Sn 

Bi 

AI 

0.5 

0.24 

.0.12 

.0.05 

realgar (As2S2) and orpiment (As2S3) are 

associated with some gold ores 1]. arsenic is slightly soluble in gold forming an 

alloy, it is often found as an impurity in gold. 

The minerals arsenopyrite 
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Introduction 

Work has done by several authors [15-20] in this regard by different techniques 

and mechanisms. Ivanova al. [15-18] used flame AAS and ETAAS to determine 

the impurities in high purity gold. They used different preparations to remove 

the matrix element, such as sorption onto a strong-base anion exchanger [16]; the use 

of chelating sorbents of the pyrazolone type [1 solvent extraction with 

methylethylketone/chloroform [15]; and the reduction of gold to its elemental state by 

hydrazine hydrate [18]. Karadjova et al. [19] also looked the reduction of gold to its 

elemental state by various organic compounds, namely, hydrazine hydrate, 

hydroquinone, ascorbic acid and oxalic acid. found that oxalic acid performed the 

best as there was little coprecipitation of the trace elements to be determined. ICP-AES 

has used to determine the impurities In gold ['1 spontaneous reduction of 

gold in the nebuliser system clogging of the system and led to strong memory 

effects. ICP-MS was also employed [19,20] and it was found that were several 

spectral, matrix and molecular ion interferences. These include producing the 

interfering polyatomic 49AfsCr on monoisotropic 75As+, gold suppressing the analyte 

signal by its space-charge effect and the total dissolved solids had to be than 0.5% 

(mlm) to prevent deposition of material on skimmer cones to avoid drift and of 

sensitivity [23]. However, detection limits were still reported at 1 Ilg.g-1 for most 

impurities except for arsenic and antimony, for which the limit of detection was 5Ilg.g-1
. 

Arsenic has been determined in many other matrices by various methods and 

techniques. Spectrophotometric (colourometric) methods are widely used for arsenic 

determination due to the simplicity and low cost. However they have limited use 

of the poor sensitivity. Techniques that have employed for the sensitive 

determination of arsenic include: hydride generation atomic absorption spectrometry 

(HG-AAS) [22-26], flame atomic absorption spectrometry (FAAS) [27], hydride 

generation inductively coupled plasma atomic emission spectrometry (HG-ICP-AES) 

[28], high performance liquid chromatography hydride generation atomic i1uorescence 

spectrometry (HPLC-HG-AFS) [29], capillary electrophoresis (CE) [30], potentiometric 

stripping analysis (PSA) [31,32] and voltammetry [33-36]. Ways to separate the arsenic 

8 


 
 
 



Introduction 

from or to preconcentrate the were also studied [22,37,38], but 

methods were tedious, time consuming and could lead to contamination. 

Voltammetry was used to detect arsenic (III) in a gold sample in this project. A gold film 

electrode was which was formed by depositing a gold film onto a glassy carbon 

electrode. A preparation procedure for this electrode was developed in order to 

produce a uniform, non-porous film (refer to chapter 2). 

The gold in the sample was complexed with cyanide to form the extremely stable aurous 

cyanide complex (Au(CNh-) which has a stability constant of 2x1038 [21]. Due to the 

slow kinetics of reduction for this complex, deposition potential for the gold shifted 

in a negative direction. This was done to prevent the gold from plating together with the 

arsenic onto the electrode. ratio of the gold and arsenic concentrations in the 

sample of the order of 4x106. Due to this large difference, the method would be very 

insensitive if the gold and arsenic were plated simultaneously, as it would be 

predominantly gold accumulated on the electrode surface. The formation of the gold (I) 

cyanide complex would involve dissolving the gold sample in an alkaline cyanide 

solution the presence of oxygen. 

Matrix exchange was performed to prevent the passivation of the gold film electrode 

and also to improve the sensitivity of the detection. A wall-jet 0NJC) was employed 

for this purpose (refer to chapter 3). In a WJC, the flow of a jet of fluid the plane 

electrode perpendicularly flows radially over its surface [39-44]. The same 

deoxygenation system as described previously was used, but solutions needed to 

sparged with nitrogen beforehand to achieve the extent of deoxygenation. 
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CHAPTER 2 

ELECTRODES 

A three-electrode system was in the various set-ups, in other words they had a 

working electrode, an auxiliary electrode and a reference electrode. This leads to 

compensated and uncompensated resistance. The uncompensated iR drop is 

basically resistance of the working electrode itself and the solution resistance 

the working electrode and the electrode [1,2]. 

2.1) WORKING ELECTRODES 

main properties required by a working electrode, in order to give high accuracy, 

reproducibly, sensitivity and low detection limits, are: 

.. electrochemical inertness over a broad potential interval, [3] 

.. high oxygen and hydrogen overpotential, 

.. stability for infinite time periods, [1,4] 

.. good signal-to-noise ratios, Le. the residual current must be low but current 

to electroactive species must high, [4] 

.. low ohmic resistance [3] and 

.. the possibility of and sufficient surface regeneration. [3] 

Needless say, such an electrode does not exist, thus choosing a suitable working 

electrode is a compromise to fit experiment. 

2.1.1) Mercury Electrodes for the Determination of Cobalt 

1.1.1) Theory 

It has shown that cobalt(ll) potentiostatically adsorbed onto a mercury 

electrode as its DMG complex [5]. The advantage of using a mercury electrode is 

that it has a high hydrogen overpotential [4,6]. The down side is the toxicity of 

mercury and the limited potential range for anodic reactions due to mercury oxidation 

from approximately 0.4 V [7]. There is also strong interference "from oxygen [8,9] and 
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the electrode can easily be fouled when exposed to complex samples [10]. This 

proved to the most feasible electrode for these studies and its accessible potential 

range was as uired, but some deoxygenation would necessary. 

When comparing the HMDE and the thin film mercury electrode (TFME) the main 

difference is that the HMDE has a fresh, smooth surface for each analysis, thus 

leading to very reproducible results, and there is no need for polishing or reactivation. 

The HMDE also has a linear response over a wide range of concentrations, without 

exhibiting saturation or interference effects [1 'I]. double layer charging current 

is, however, high due to the large surface area of a mercury drop [4]. A TFME is 

more sensitive [12] and gives better resolution than a HMDE as peak widths are 

narrower [13]. However, the experimental· complexity and time is increased and 

there are problems maintaining a constant surface area [9]. It is also more 

difficult to obtain a reproducible and stable electrode surface [14]. The HMDE 

produces broad stripping peaks as the metal slowly diffuses from the interior to the 

surface of the drop. This can be overcome by using high frequency techniques, such 

as ac or pulse techniques, which give narrower stripping peaks because it is only the 

metal on the surface of the drop that is looked at [1 . In the case of AdSV, 

adsorption on the analyte only place on the surface of the electrode. In flow 

the TFME is easier to manage as the HMDE produces vibration or turbulence 

high flow which leads to poor performance [4,9,10,15]. 

ConSidering the pros and cons of the HMDE and TFME, it was decided to utilise 

the HMDE due to ease of use and readily renewable especially when 

analysing the complex zinc electrolyte, hence avoiding many surface related 

problems. Using differential pulse stripping voltammetry could enhance the 

sensitivity. major problems that had to be overcome was to design a stable flow 

system using a HMDE and provide on-line deoxygenation. 
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2.1.1.2) Experimental 

An EG&G Princeton Applied Research Model 303 Static Mercury Drop Electrode 

(SMDE) (EG&G, New Jersey, USA) was used as shown in figure 2.1. The BAS 

100BIW Electrochemical Workstation (Bioanalytical Systems, West Lafayette, USA) 

remotely controlled it. 

Figure 2.1: 	 EG&G Princeton Applied Research Model 303 Static Mercury Drop 

Electrode 

The area of the mercury drop could be calculated from the mass of the drops, 

assuming a spherical shape. This was done by Peterson [7] for the PARC SMDE 

and the results he found are shown in table 2.1. The drop mass was an average of 

20 determinations and the areas calculated represent typical areas for these 

electrodes. 

Table 2.1: 	 The electrode areas calculated for various drop sizes for the PARC 

SMDE [7] 

Drop size Drop mass I mg Drop area I cmL x 10L 

Small 1.2 0.96 

Medium 2.5 1.56 

Large 5.4 2.61 
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A schematic diagram of the mechanical assembly of the SMDE is shown below in 

figure 2.2 [16]. The mercury flows from the reservoir through a vertical hole into the 

top of the solenoid body and down around the valve stem. The compression spring 

continuously exerts a downward force on the retaining ring so that the polyurethane 

tip at the end of the valve stem seals the top end of the capillary. When the solenoid 

is activated, the valve stem is lifted and mercury can then flow down the capillary. 

The drop forms quickly to the required size, which is controlled by the duration the 

valve is lifted, and then remains that size until it is dislodged. The metallic parts that 

are in contact with the mercury are made of stainless steel to prevent contamination 

and the non-metallic materials do not react with mercury [16]. 

The SMDE needed some maintenance before it could be used as it was standing for 

a number of years. The old mercury was drained and the whole system was cleaned 

because much of the mercury had oxidised. The reservoir was filled with clean triply 

distilled mercury. (In all cases the mercury was collected and disposed of in the 

appropriate manner.) The polyurethane seal on the tip of the valve stem was also 

remade as it had become hard over the years and was indented by the capillary. 

This was moulded from an epoxy resin (Pratley) glue because it could adhere to the 

tip of the valve stem and also had a similar pliability to the polyurethane tip, hence it 

would make a good seal with the top of the capillary. A new capillary was carefully 

installed so that there was no air trapped in it. The capillaries had a bore of 

approximately 0.15 mm. A new glass sleeve with a Vycor fnt for the Ag/AgCI 

reference electrode was filled with fresh saturated silver chloride solution, ensuring 

that there were no trapped air bubbles, and was also put in place. This reference 

electrode has a potential no more than 50mV more positive than the standard 

calomel electrode [16] and was only used in the cup-cell arrangement. 

15 


 
 
 



Electrodes 

BliSHING. INSU LATOR 

15 

:~~ NOTE: NEVER WASH RESERVOIR LINER 
. '.1 WITH WATER. WATER WILL DAMAGE 

- ~ LINER COATING. r-::l / . 

t\ j>..--. ">., , .' · ·~L ~l. ':" .~ ·~:" :.~::f.r . . .. .." 
-=-_. .~ . 1 ;:: j\ ... . . J.-- __ . . .;,-; 'l-V.

\ "'~~ L .". ~.-..- '''''1 ' . 2\ '.
'~~r~~~,:- o\ . t~ ..~. .IirQ r 	 ', 
WOR KIN G ELECTRODE 
LE.AD 

13 

9 

10 

11 

12 

.,
.' 

=------14 

Figure 2.2: 	 Schematic diagram of the mechanical assembly of the SMDE. The 

labels are as follows: (2) solenoid body, (3) valve body, (4) valve stem 

assembly, (5) valve guide bushing, (6) compression spring, (7) retaining 

ring, (8) O-ring, (9) capillary seal, (10) valve seat, (11) capillary nut, (12) 

capillary assembly, (14) ferrule support and (15) reservoir liner. 
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On occasion, capillaries were replaced when drops would not adhere to the 

tip of the capillary. This was probably due to solution creeping up the mercury 

capillary resulting in a narrower neck which was unable to hold the weight of the drop 

[6]. The capillary was cleaned by aspirating 10% (v/v) hydrofluoric acid through it for 

about 15 seconds, followed by copious amounts of deionised water. A siliconising 

solution contained (v/v) dichlorodimethylsilane in carbon tetrachloride. It was 

aspirated halfway up the bore of the capillary and allowed to stand for an hour. The 

solution was removed by aspiration and the capillaries were then dried in an oven at 

65°C overnight [16]. 

The was used in the HMDE rnode. At the start of each run the drop knocker 

is activated, the old mercury drop is dislodged off end of the capillary and a new 

drop is formed. A small or mediurn drop was generally used. A large mercury 

drop led to mechanical instability in the flow cell and it is also reported that the 

greater the working electrode's surface area, the greater the extent of noise [1]. 

2.1.2) Thin Gold Film Electrodes for the Determination of Arsenic 

1)...:...:...:.:::..::..:...L, 

Several electrode materials have been used for the determination of arsenic by 

stripping techniques. These include the HMDE with the aid of Cu(lI) or Se(IV) to 

preconcentrate As(I!!) by way of forming intermetallic cornpounds on 

electrode and codeposition with copper on a platinum electrode [19]. But the 

most suitable electrode material been found to be gold, whether it be a solid gold 

disk or a thin film gold electrode [19-28]. The use of a mercury electrode on its own 

was unsuccessful as arsenic is sparingly soluble in mercury and arsenic 

oxidation peak appeared as a shoulder on the mercury oxidation wave which was of 

little analytical use [19,22]. Silver was also found to be unsuitable to the arsenic 

peak emerging as a shoulder [22]. Arsenic had been determined at a platinum 

electrode, but gold was found to superior [20,22]. Gold has a higher hydrogen 

overpotential than platinum, so interference from hydrogen was reduced. Gold 

electrodes also display better reversibility of electrode reactions which results in 

higher and sharper oxidation peaks for arsenic [19,22]. 
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The problem with using solid electrodes, such as gold, is that the electrode response 

is strongly dependent on the past history, pretreatment and oxide film formation 

[19,22]. A huge problem is the lack of understanding of the true electrode surface 

conditions and their effect on the electrode [29], as well as difficulty to 

reproduce the electrode surface [30]. It is important that the electrode surface is 

clean and that deleterious effects such as adsorption, electropolymerisation, fouling 

and poisoning be avoided [29,31]. The accumulation of foreign material on the 

electrode results in reduced electrode activity. Methods have been devised 

rejuvenate the working electrode activity, for example, chemical potential 

excursions and mechanical. polishing [29,32,33]. Mechanical polishing has been 

shown to temporarily alter the electrode response such that an equilibration period is 

necessary stabilise it [29J. Electrochemical pretreatment of the electrode is very 

convenient and it produces electrode stability and a decrease in extent of 

overpotential [33]. 

In many respects the thin gold film and the thin mercury film in much the 

same manner. are usually plated on a glassy carbon electrode (GCE) 

substrate. is due to glassy carbon having low background currents over a wide 

potential range, a high hydrogen overpotential, low porosity. extreme hardness and 

high chemical inertness [31]. Glassy carbon is a gas-impermeable carbon material 

made from phenolic by heating it in an inert atmosphere. Different conditions 

give slightly different properties of the glassy carbon, therefore it is difficult to 

compare results for different electrodes. The microstructures of different electrodes 

vary significantly, even when they are cut from the same rod. They exhibit randomly 

scattered surface defects in the form of very small craters, ruts and pits which cannot 

removed by polishing. It been shown that the smooth areas consist of pure 

carbon whereas metals (for example Mg, AI, Si, V, Ni, and Cr) can be found in 

the micropores [31]. Other substrates that have been used are impregnated graphite 

[34], pyrolytic graphite[19), platinum [32] and solid gold [34]. It is important that the 

effects observed are not due to reactions with the substrate material; thus the film 

should not porous or have imperfections [32]. 

The surface had to treated as any solid electrode to ensure reproducibility 

and a low background current [34,35]. The performance of a gold film on a GCE was 
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markedly affected by the condition of the GCE surface prior to gold deposition and by 

the amount of gold that was deposited [30]. Mercury plates onto the active sites on 

the leaving the less active sites uncovered. It appears that gold deposits in a 

similar manner. As the extent of oxidation on the GCE expanded, the number of 

active sites were reduced and the gold tended to deposit in larger particles at fewer 

sites, so that the specific surface available for analyte deposition is decreased [30]. 

Contrary to expectation, surfaces with greater roughness and irregularities gave 

more reproducible results for mercury films [31]. This is probably due to a larger 

number of active on the electrode surface and it would be expected that the 

gold film behave in a similar way. This also yielded a more mechanically stable film. 

It was shown that merely wiping the used gold film from the surface with a 

before replating anew film was insufficient as the sensitivity between analyses 

dropped more rapidly [30J. More rigorous methods such as potential cycling or 

polishing were necessary [19,26,27,30-36]. 

A thin film shows gradual deterioration due to mechanical the deposition 

and/or adsorption of contaminants and so on [37]. Usually a single gold film could be 

used for a number of determinations [25,26,30], but at times deterioration between 

analyses too great [19J. It was found that if electrolytes contained high 

concentrations of chloride, the gold film would degrade quickly. This was because of 

the AuCI4 complex formation, which resulted in the gold film being dissolved. A 

make-up procedure was run between analyses where a small amount of gold was 

plated again. The presence of impurities also had a profound effect on the behaviour 

of the gold film electrode [19]. 

In a flow cell, the film thickness should be less than the diffusion layer thickness. 

This is easily satisfied in a wall-jet cell where the diffusion layer thickness is of the 

order of 10 tJ,m for flow rates between 1-4 ml.min-1 [35]. The thickness of the film can 

be calculated if it can be approximated that the atoms are uniformly This 

is done by measuring the limiting current (ilim) when the film is stripped from the 

substrate and applying following equation [35]: 
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where M is the atomic mass of gold (in the case of a gold film), n is the number of 

electrons, F is Faraday's constant, R is the radius of the electrode and p is the 

density of gold. A film has been deposited at a wall-jet electrode [38], but it has also 

been shown that a mercury film was partly removed by the impinging solution [31]. It 

is thus important that the film is mechanically stable in a hydrodynamic cell. 

2.1.2.2) Experimental 

A number of different substrate preparation and gold plating regimes were adopted 

by various authors [19,25-27,30,33,34,36]. This work encompassed plating a gold 

film onto a glassy carbon substrate to produce a uniform, lustrous film. 

The plating solution used for the formation of the gold film electrode was a 50 mg.r1 

gold (III) solution in 5% (v/v) sulphuric acid. This was obtained by dissolving 99.99% 

gold in aqua regia to produce a 10 g.r1 gold solution. It was then diluted and the 

appropriate amount of sulphuric acid was added. 

The film was not plated in the flow cell mainly owing to three reasons which are 

discussed below. It was previously shown that plating in a stationary solution 

produced a lustrous gold surface, whereas if plating took place in a hydrodynamic 

solution the film was more like a brown powder [19,25]. The whole electrode surface 

is not equally accessible in a wall-jet cell which could affect the evenness of the film. 

Due to the cost of the plating solution, it could be reused if plated from a vial. 

However, the electrode is not exposed to air when plated in the flow cell. Gold is not 

affected by oxygen at any temperature, whether moisture is present or not [21]. Thus 

the exposure of the gold film electrode to air for very short periods should not have 

detrimental effects. In the case of mercury films, it was reported that the removal of 

the electrode after plating occurred produced a patchy texture because the mercury 

droplets coalesced [31]. This was not observed with the gold film that was plated. 

Plating took place in the BAS C2 Cell Stand (Bioanalytical Systems, West Lafayette, 

USA). The vial was filled with 8 ml of gold plating solution. The working electrode 

was a 3 mm diameter GCE, the reference electrode was a RE-5 silver/silver chloride 

electrode and the counter electrode was a platinum wire, all supplied by BAS. The 

solution was sparged with nitrogen for 5 minutes before plating commenced and a 
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nitrogen blanket was maintained above the surface of the solution during plating. It 

was discovered that lifting and reinserting the GCE in and out of the solution about 

three times after sparging removed any bubbles that were lodged on the electrode 

surface. If the nitrogen bubbles were not removed, the gold film that was plated had 

holes 'in it where the bubbles were situated. 

Initially the GCE was polished with 1 ].lm alumina. This was done as specified in the 


BAS electrode polishing and care pamphlet [17]. A microcloth was stuck to a glass 


block and the cloth was wetted WITh some water. Some alumina paste was added to 


the surface of the cloth and the electrode was polished by placing it perpendicular to 


. the glass block and moving it in the shape of a figure-8. This was done without 


applying excessivepressure. After a short period the electrode was rotated 1200 and 


the figure-8 motion was continued for the same length of time. This was repeated 

once more to ensure an evenly polished surface. The electrode was then rinsed in 

water and ultrasonicated for 2 minutes in water to remove any residual alumina or 

abraded glassy carbon particles. It was then rinsed successively in water, 1 mol.r1 

nitric acid and finally water again. 

Deposition of the gold film took place as suggested by Sun et al. [19] at -200 mV for 

4 minutes in a quiescent solution. The reproducibility of the film was tested by 

analysing an arsenic (III) solution in 20% (v/v) hydrochloric acid. It was also 

suggested [19] that a "make-up" plating run be done between analyses to restore the 

gold film. This was done in the deoxygenated plating solution at +500 mV for 10 s, 

once again ensuring that there were no bubbles on the electrode surface. 

The first tests performed in a vial (not the flow cell) showed erratic results as depicted 

in figure 2.3. A 5 mgX1 arsenic (III) solution was tested at various deposition times in 

a stirred or quiescent solution. The solution was first sparged with nitrogen for 5 

minutes. The deposition potential was -300 mV and the final potential was 100 mV. 

DPSV was done with a scan rate of 50 mV.s-1
, a pulse height of 50 mV, a pulse width 

of 50 ms, a pulse period of 200 ms and a sample width of 20 ms. Stirring took place 

at a setting of 5 on the C2 Cell Stand and a 15 s quiet time was employed. It can be 

seen that the longer arsenic accumulation times showed a greater general increasing 

trend in the peak current. This was probably due to the arsenic not being totally 
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Figure 2.5: The graph of peak current versus arsenic (III) concentration 

It was decided to reconsider the plating potential for the gold film. A cyclic 

voltammogram was obtained at the GCE in the gold plating solution. This is 

displayed in figure 2.6. The potential at which the gold was being ' plated (-200 mV) 

was in the diffusion-controlled region. It was decided to try and plate the gold film in 

the activation-controlled potential region. Thus plating occurred at potentials from 

730 to 790 mV in qUiescent solutions. This did not produce the film properties 

required. Plating in stirred solutions was also attempted as this kept conditions 

further away from diffusion-control, but with no success . 

When the gold film was studied under a microscope at about 40 times magnification, 

the film was very irregular and there were white crystalline deposits on the surface, 

as illustrated in figure 2.7. The uneven film could be due to the electrode not being 

totally perpendicular during plating, or that the whole electrode surface was not 

uniformly activated. The white crystalline material was thought to be residual 

alumina from the polishing step. After the electrode was polished with 1 flnl alumina, 

rinsed and ultrasonicated twice, the material was still there. It appeared as though it 

was embedded in the GCE. The electrode was then successively polished with 9 

flm, 3 flm and 1 flm diamond paste with rinsing and ultrasonicating between the 
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a stage during it was found that polishing procedure adopted 

did not sufficiently 	 surface. An electrochemical treatment of the 

was then investigated. It was found that a step function with a sample 

width of 250 ms between mV and 700 mV 1000 cycles in the gold plating 

solution produced the The gold film was then plated as before. 

Results 

to produce a lustrous uniform gold film on a glassy carbon substrate, 

the developed procedure was summarised in point form below. 

1) GCE was with 1 ttm alumina, with water and then 

ultrasonicated in for about a electrode was 

successively in water, 1 moLr1 nitric acid and again. 

If the deposited film was not uniform, a more rigorous polishing was 

established. It polishing successively with 9 ttm, 3 ttm and 1 !J.m 

diamond paste, with rinsing and ultrasonicating between the size 

abrasives. Lastly was polished with 1 !J.m alumina as described OIOl"Trl''\I''IO 

above. 

3) 	 The plating solution the gold film electrode was a 50 mg.r1 gold 

(v/v) sulphuric acid. This was obtained by dissolving 99.99% gold in regia 

to produce a 10 g gold solution. It was then diluted and the appropriate 

amount of sulphuric acid was added. 

Plating took in a vial that was filled with 8 ml of gold plating solution. The 

solution was with nitrogen for 5 before plating commenced and 

a nitrogen blanket was maintained the surface of solution during 

plating. The GCE was lifted and in and out of the solution about three 

times after sparging to remove any bubbles lodged on the IOl""rn1'110 surface. 

The gold film was plated at -200 mV for 4 minutes in a stationary solution. 

gold make-up plating run was done straight after plating and when the 

electrode was to loose sensitivity. This was done similarly to the plating 

step, but a potential of 500 mV was applied for 5 s. 

7) 	 The plated electrode could be stored in a deoxygenated solution of 0.1 mol.r1 

sulphuric acid overnight It was best to do a make-up run startingnOTnro 

analyses. 
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8) the sensitivity of the gold film electrode does with it may be 

useful to periodically include a standard to assess the >;;> ......CUIVI 

9) When the polishing procedure was not sufficient to the surface, 

an electrochemical treatment was utilised. Applying a function of sample 

width 250 ms between mV and 700 mV 'for 1000 cycles in the gold plating 

yielded the best results. The gold film was then as before. 

2.2) REFERENCE ELECTRODES 

RE-5 (MF-2063) Ag/AgCI ,.oT.::.ron electrodes were in work. An 

1"",...1''''''''1'10 is cm long with an diameter of 6 mm. It a Vycor tip and 

filled with a 3 moLr1 NaCI solution saturated with AgCI. The viability of the reference 

were tested as by the BAS Electrode Polishing and Care leaflet 

[17]. was done due to the reported difficulties reference electrodes experience 

in of high ionic strength [18]. The reference electrode in question, together 

with another reference same type, was into a beaker 

containing 3 mol.r1 NaC!. They were then connected to a \lnlitrn,oto and the potential 

was read. Ideally for of the same kind nnt,ontll~1 difference 

should but there is some variation in practice. An ac(:eotaD reading is 

as 0 ± 20 mV [17]. If there is a discrepancy, the OIO,r'Trr\('t compared 

to a third electrode to see which electrode is bad. Three of electrodes were 

simultaneously and were used in approximately two week cycles to 

their lifetime. 

AUXILIARY ELECTRODES 

Platinum wire electrodes were as the auxiliary in this work. The 

function of the auxiliary electrode is to allow current to flow through the electrolyte 

without influencing the measurement at the working electrode. Platinum is regularly 

to its low resistance and character. 
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CHAPTER 3 

FLOW CELLS 

3.1) THEORY 

There are a number of requirements that need to be met in order for an 

electrochemical detector to be reliable. The hydrodynamics through the flow cell 

needs to be reproducible. It need not be well-defined for analytical applications, but 

this does assist in the optimisation of parameters [1]. The dead volume, which is not 

necessarily the geometric volume, needs to be minimised [1]. The electrochemical 

cell should be easy to handle and maintain. The working electrode should be able to 

be removed in order to clean it. The electrode placement within the cell is also 

important. The electrodes need to be placed close together to reduce cell resistance 

and the counter electrode should be placed downstream from the working electrode 

to prevent reaction products from the · counter electrode from interfering with the 

detection [1,2]. The reference electrode must be stable. The silver/silver chloride 

and calomel electrodes are the most frequently used reference electrodes in flow 

systems. The disadvantage with these electrodes is that a filling solution is used and 

it must be maintained at a constant concentration without cross-contamination from 

the bulk solution [1]. This problem can be overcome by using a salt bridge. In 

theory, an increase in the size of the working electrode surface should lead to an 

increased analytical signal. This does however also lead to an increase in noise and, 

in the case of a SMDE, the drop becomes physically unstable [3]. Hence a 

compromise pertaining to the electrode size needs to be reached. 

3.2) FLOW CEll FOR A HMDE 

An important aspect that should be borne in mind when designing a flow cell for a 

mercury drop electrode is that the flow through the cell must be laminar in order to 

minimise any effects from turbulence [4]. 
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Many different flow cells were designed for the use of a HMDE. They considered 

factors such as laminar flow, mercury drop stability, removal of mercury waste from 

the cell and so on. These included simple designs, for example, that by Bond et a/. 

in figure 3.1 [4], to more complex cells such as that by Alpizar et a/. in figure 3.2 [3]. 

--.~ 

Solution • 

out 


, / -~-:--_ Solution 

~// in 


Figure 3.1: Flow cell with a volume of 30 ml to fit on a PARe Model 303 SMDE 

I i 
Capillary 	 i I 


I 
 I ,Methacrylate


I ! /' / Cell body 


I ! / 

[ J/ 
" 1 O-Ring 


~. ~. i.l j . 

- u....~ r-t-.' Cell inlet . I.' . .!: . Mercury' .... n · drop 

. L . ~ J . 

~~~Screws 
J 

Waste 1 
Figure 3.2: Flow cell with an Amel SMDE 

Hanekamp et al. [2] looked at three types of mercury drop flow systems, namely: 

, i i 
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1) parallel mercury and fluid flow 

~ 

~ 
Solution 

Flow 

2) opposite mercury and fluid flow, and 

i 
Solution 

Flow 

3) mercury flow perpendicular to fluid flow. 

Solution-. 

Flow 


It was found that higher currents were obtained for opposite solution and mercury 

flow directions than for that in parallel directions, but the highest currents were 

obtained when the flow directions were perpendicular [2]. Hence the flow cell 

designed in this work had a perpendicular flow configuration. The mercury drop, 

which protruded into a horizontally flowing stream, was subjected to lateral forces 

that tended to displace it in the flow direction. This necessitated high flow rates to be 

avoided or else the mercury drop became unstable [4-6]. The reproducibility also 

decreases and the amount of noise increases at high flow rates, probably due to the 

mechanical instability of the mercury drop [4,5]. Saur et a/. [7] found that the use of 

larger mercury drops increased the peak current to a greater extent in a flow cell with 

perpendicular flow than in a normal cup cell. This was due to the decrease of the 
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Mercury 
capillary 

Thread 1\ 

Solution +------- Solution 
out +---~------~----\--~~---------'------I in 

Reference 
electrode 

~ 
Platinum 
wire 

Figure 3.4: Flow cell for the SMDE 

The platinum wire was sealed into place using an epoxy resin. This was later 

modified by soldering the platinum wire onto a brass screw and it was the screw to 

which a crocodile clip was then fastened (see figure 3.5). Both the platinum wire and 

the screw were sealed into place with epoxy resin. 

The position of the platinum wire in the flow cell was also adjusted . Initially it was 

positioned just below the mercury drop in order to minimise the iR drop between 

these electrodes [8,9], but after a short time of use, the mercury formed an amalgam 

with the platinum and the mercury was not washed out of the flow cell. Instead it built 

up over the platinum until it merged with the mercury drop being dispensed from the 

capillary. It is generally specified that the counter electrode be place after the 

working electrode in the direction of flow in the cell so that the products generated at 

this electrode are not detected by the working electrode [8,10]. This may, however, 

have had a similar result. A few runs were done with a platinum wire situated before 

and after the working electrode in the zinc electrolyte that was to be analysed and no 

difference in the results were found. 
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The capillary was also initially sealed in place using silicone sealant, but later an 0

ring was inserted to hold it firmly in place. The reference electrode was also held in 

place with two o-rings. In both cases, slight variations in size of the capillaries and 

reference electrodes necessitated that they be covered with some Teflon tape first to 

provide a good seal. 

Mercury 
capillary 

Thread l\ 

Solution 
out .---~------~--~ --~--~-------,----

Platinum 
wire 

Reference 
electrode '"Brass screw 

and nut 

Figure 3.5: Modified flow cell for the SMDE 

The dimensions of the flow cell are shown in figure 3.6. The diameter of the inlet is 

similar to that of the tubing through which the solution passed before it entered the 

flow cell. This was chosen so that the turbulence in flowing from the tubing to the 

flow cell would be minimal and aJso to assist in the joining of the tubing to the cell. 

The inner diameter is then increased so that there would be enough space for the 

solution to flow around the mercury drop hanging from the end of the capillary, but 

making sure that the amount of dead space is kept to a minimum. The cross

sectional area also needs to be kept small in order to increase the mean linear 

solution velocity [2,7]. Once again it was tried to minimise the turbulence by placing 

the entrance into the wider channel in the centre. Additionally, the most suitable flow 

rate would have to be determined to produce laminar flow for this particular cell. The 

exit from this channel is narrowed again to apply a back-pressure and is situated at 
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This cell was used as part of the flow system described in chapter 5 for the 

determination of cobalt in a zinc electrolyte. The characteristics of the flow cell were 

also investigated in that chapter. 

3.3) WALL-JET CELLS 

A wall-jet is described as the flow of a jet of fluid that strikes a plane perpendicularly 

and flows radially over its surface [1,11-15]. It was noted that the velocity of the fluid 

in the direction normal to the electrode is towards the electrode at large distances 

from the electrode, but the flow is away from the electrode close to the electrode. 

The flow is zero along the surface given by: 

V)% 11 5/ 
a-12r- / 4 z1] = 0.51k ~ 	 = 3.96(

where V is the volume flow rate through the inlet, v is the kinematic viscosity, a is the 

nozzle diameter, r is the radial distance, z is the distance normal to the electrode and 

k is equal to 0.86 [1,11,16]. This is illustrated in figures 3.7 and 3.8. 

Figure 3.7: 	 Velocity flow profiles at the wall-jet electrode (WJE) where r is the 

electrode radius, z is the direction normal to the electrode and 11 is the 

stagnant region [1] 
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Figure 3.8: Velocity flow profiles at the wall-jet electrode (WJE) where f'(11) is the 

radial velocity profile and h(ll) is the velocity profile normal to the 

electrode surface. 11=3.96 is the stagnant region [1] 

Laevers et a/. [15] subdivided the flow pattern into 4 hydrodynamic regions, namely, 

the potential core, the free-jet region, the stagnation zone and the wall-jet region . 

These are depicted in figure 3.9. As solution flows from the submerged nozzle, the 

solution in the jet exchanges momentum with the surrounding fluid to create a free

jet. This forms a conical potential core which varies from 4 to 8 nozzle diameters in 

length, depending on the shape of the nozzle. Due to intensive momentum 

exchange, the jet broadens as it gets close to the electrode, up to a limiting distance 

of 1.2 to 2.2 nozzle diameters from the electrode surface, which is then the start of 

the stagnation zone. In the stagnation zone the flow is deflected by the electrode 

surface, its axial velocity is decelerated and transformed to an acceleration parallel to 

the surface. Due to the exchange of momentum with the quiescent surrounding fluid , 

the accelerating flow transforms into a decelerating wall-jet. The velocity parallel to 

the electrode surface reaches a ·maximum 0.6 to 1.4 nozzle diameters from the 

stagnation point, where the stagnation zone transforms into the wall-jet region. In the 

wall-jet region, the flow is influenced by both the quiescent surrounding fluid and the 

electrode surface [15]. 
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Figure 3.9: The flow pattern in a WJE [15] 

This flow pattern clearly shows that the WJE is not uniformly accessible as the rate of 

mass transport is higher towards the centre of the electrode than at the edge 

[1,14,15]. Only fresh solution from the jet reaches the electrode surface, not the 

dead solution in the cell chamber. Therefore it is not necessary to flush out the cell 

compartment between analyses [11,16,17]. 

The mass transport of electroactive species (/) to the impinged surface of the WJ E 

can be described by the convective diffusion equation: 

aCi = 0 a 2 c i _ v aCi _ V · aG i 

at I az 2 r ar Z az 


where rand z are the distances along and normal to the electrode in cylindrical pole 

coordinates with the origin at the intersection of the jet axis and the electrode 

surface, Vr and Vz are the corresponding velocity components and OJ is the diffusion 

coefficient of i [18]. Two assumptions were made to reach this equation, namely that 

homogeneous reactions producing or consuming i do not occur and radial diffusion is 

omitted. Radial diffusion effects only become important where the solution is most 

stagnant which occurs at the outer radius of the electrode. However, in this region 

the radial concentration gradients are small, thus the effect of radial diffusion on 

concentration changes can be neglected [18]. 
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The limiting current can be calculated by: 

21 _51 31 _ 11 3/.

i = 1.38nFCD/3 y 112V 74a I2 R / 4 

lim 

where n is the number of electrons, F is Faraday's constant, C is concentration, D is 

the diffusion coefficient, v is the kinematic viscosity, V is the flow rate, a is the nozzle 

diameter and R is the electrode radius [15,16,19]. Although the equation does not 

include a term for the separation between the inlet nozzle and the electrode surface, 

it is assumed that the jet does not break up before it impinges in the electrode 

[1,15,19]. 

When a fluid flows over the electrode surface, a very thin layer is formed at the 

surface where the velocity gradient normal to the surface is very large. This layer is 

called the boundary layer [1 ,20]. The boundary layer thickness for the WJE is 

calculated as follows: 

31 1/ 31 51 _31 

6 = 5.8Jl" 74 a 12 y 74x / 4V 14 


bl 

where a is the inlet diameter, v is the kinematic viscosity, x is the electrode radius 

and V is the flow rate [19,21]. From this it can be deduced that the boundary layer 

thickness increases rapidly from the centre of the electrode to the outer edge and 

that it decreases rapidly as the flow rate increases. 

The diffusion layer thickness is calculated by: 

. 31 11 II 51 51 _31 

6 

dl 
= 5.8k

2
Jl" 14 D / 3a / 2 y 1I2 x / 4V 74 


where k2 = 0.17. It is estimated that the diffusion layer is 2% of the hydrodynamic 

boundary layer thickness [16,19]. 

When considering the design of a wall-jet cell (WJC), there are a number of factors to 

take into consideration. Some of these are listed below. 

1) In order to maintain true wall-jet behaviour, there should be no interference with 

the development of the boundary layer in a WJC, therefore the nozzle body, the 

back wall, the counter electrode and the reference electrode should not be 

located close to the working electrode [1,16]. The bulk volume of the cell should 

also be large [16] 

2) The jet formed should be stable, preferably with laminar flow characteristics [16]. 
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3) The proportionality between the limiting current and the flow rate is obeyed only 

when the inlet-electrode separation is greater than a certain value which is 

governed by several factors such as electrode diameter, solution flow rate, 

solution viscosity and the geometry of the nozzle body [19]. 

4) Laevers et al. [15] found that for true wall-jet behaviour the following relationship 

between the nozzle diameter (a) and the nozzle-electrode separation (H) should 

hold: 

12 ~ % ~ 15 

If the ratio of H:a is too small, the jet does not fully develop before it strikes the 

electrode surface and if the ratio is too large, the free-jet spreads out before it 

impinges on the electrode surface. 

5) The diameter of the free-jet should be negligible, therefore the electrode 

diameter should be at least 10 times larger than that of the inlet diameter [1,16]. 

3.3.1) Wall-Jet Cell used for the Determination of Arsenic in Gold 

The cell designed for this work is illustrated in figure 3.10 and the measurements are 

shown in figure 3.11. As for the previous cell, this flow cell was made from a 

polymethylmethacrylate (Perspex) cylinder as it is inert to the solutions used and in 

order to see what is happening inside during an analysis. There are cavities for a 

BAS glassy carbon electrode, a platinum wire for the auxiliary electrode and a BAS 

reference electrode. The platinum wire was soldered to a brass screw and they were 

sealed into place with epoxy resin. The top and the bottom parts of the flow cell were 

held together by three bolts (not depicted in the diagram) with an o-ring between to 

make a good seal. An o-ring held the working electrode in place, so it was easy to 

adjust the inlet-electrode separation and it could be readily removed to clean. The 

reference electrode was separated from the cell compartment by a narrow passage 

which extended the life of this electrode. An outlet was situated in the reference 

electrode compartment so the solution around the electrode could be renewed. 

Another outlet was situated at the top of the conical section of the cell for the facile 

removal of bubbles. The inlet was made from PEEK (polyetheretherketone) and had 

an inner diameter of 0.3 mm. 
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The volume of the cell was approximated by calculating the geometric volume from 

the dimensions. This is shown in figure 6.12. 

7.5 mm 
7.5 mmL__ '_JI4smm 

Figure 3.12: The geometric sections of the cell cavity used to calculate its volume 

Total volume =volume of cylinder + volume of pyramid 

= 1t~h + 1/31t~h 

=795.2 mm3 + 217.9 mm3 

= 1013.1 mm3 

Therefore the estimated volume is 1 ml. This is a relatively large volume as the 

volume for thin layer cells is generally of the order of a few Ill. There should be no 

interference with the development of the boundary layer with these cell dimensions. 

In the case of a WJC, the dead volume is not the same as the geometric volume. It 

is preferable to have a large geometric volume for a WJC. 
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CHAPTER 4 

DEOXYGENATION 

4.1) INTRODUCTION 

The presence of dissolved oxygen in samples often interferes in the application of 

electroanalytical methods. Oxygen from the atmosphere dissolves in water to produce 

concentrations of approximately 8.3 mg.r1 at 2SoC (1 atm). This value was obtained by 

averaging a number of values given in the literature [1-3]. At this concentration a high 

background current is . obtained on cathodic reduction of oxygen, which may obscure the 

analytical Signal [4-7]. The dilemma would not be as dramatic if the presence of the 

oxygen waves were the only interference. 

The reduction of oxygen proceeds via a hydrogen peroxide intermediate. In acidic 

solutions the mechanism is as follows [8]: 

EO =0.69V 

EO =1.78 V 

and the overall reaction is: 

EO =1.23 V 

In basic solutions the mechanism is: 

EO =-0.15 V 

EO = 0.55 V 

and the overall reaction is: 

EO =DAD V 
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The H20 2 intermediate can function as both an oxidising and reducing agent, and hence 

act on other electroactive species present. In unbuffered solutions, pH changes can 

occur in the vicinity of the electrode due to the electro-reduction of oxygen. A resultant 

increase in pH can lead to precipitation of heavy metal ions close to the electrode and 

therefore diminish their diffusion currents [4,5]. In stripping voltammetry, the oxygen 

present leads to the partial dissolution of the metal accumulated by preelectrolysis 

which lowers the results obtained [4,6]. 

Deoxygenation also prevents the following non-electrochemical process that can occur 
. . . 

in a neutral, unbuffered metal salt solution containing metallic mercury and dissolved 

oxygen: 

[4] 

It is therefore the task of the electrochemist to remove the dissolved oxygen or to nullify 

the effects thereof, the former being the most widely used. 

Sparging the solution with an inert gas is the most frequently used method of 

deoxygenation. This could, however, lead to sample evaporation and the loss of certain 

volatile components [6] . It also has limitations in flow analysis. This is mainly due to 

recontamination of the solution because oxygen can diffuse through the walls of the 

Teflon tubing generally used in flow analysis. Stainless steel tubing has been used as 

a substitution where possible, but this leads to metal contamination especially in harsh 

environments. 

A chemical approach comprises of passing the solution through a reactor, in which a 

reagent that reacts with oxygen is immobilised. Pyrogallol (1,2,3-trihydroxybenzene) in 

alkaline solutions and ascorbic acid or columns packed with zinc particles in acidic 

solutions are examples of such reagents [4,6,9]. The drawback of this procedure is the 

introduction of impurities, particularly when doing trace analysis. 
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Photochemical methods have also been used. These are based on the reaction of 

oxygen with organic acids, such as formic, citric or oxalic acids, under UV irradiation. A 

high concentration of acid and a fairly long irradiation time is required to attain 

acceptable efficiency, hence this is not an elegant manner to deoxygenate a solution 

[4]. 

When determining elements with large negative standard potentials, such as zinc(II), 

oxygen can be reduced electrochemically prior to the analytical experiment [4,6]. This 

has a very limited use. 

Changes in pressure or temperature can be employed to reduce the concentration of 

dissolved oxygen. The temperature of the solution can be increased, as the solubility of 

gases is inversely proportional to the temperature of the solution at a given pressure 

[4,6,7,9]. The solubility of sparingly soluble gases such as oxygen, nitrogen and carbon 

monoxide approaches zero at 100°C and ambient pressure [9]. Vacuum degassing and 

ultrasonication with an applied vacuum are also mechanisms used to reduce the 

amount of dissolved gases [4,7]. The applied vacuum decreases the pressure above 

the solution, thus allowing dissolved gases to expel from the solution and be removed 

by the vacuum [7]. This method could, however, also lead to sample evaporation and 

the loss of volatile components. 

Gas permeable membranes through which the samples pass, with a reduced partial 

pressure of oxygen surrounding the membranes, have . been used in a number of 

different ways [5-7]. The membrane can be surrounded by a strong reducing agent, 

such as chromium(ll) in the presence of amalgamated zinc. As the oxygen diffuses 

through the membrane, it is scavenged by the reductant [6,7,10,11]. The mechanism is 

as follows [8]: 
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2Cr3+ + Zn(Hg) ~ 2C~+ + Zn2+ + Hg 

The membrane has also been surrounded by nitrogen or a vacuum, or both of these 

were applied together [4,5,6,1 'I]. 

An inert gas, instead of air, could be used for segmenting flow streams to remove the 

dissolved oxygen from solution. The stream should first pass through a time delay coil 

. to achieve more efficient deoxygenation [12]. Sample solutions were also mixed with 

large excesses of deaerated supporting electrolyte to minimise the effect of dissolved 

oxygen [4,12]. Neither of these procedures removed oxygen completely, although its 

concentration is markedly diminished as equilibrium is attained between the oxygen and 

nitrogen in the flow system [12]. 

The methods discussed thus far have all involved the removal of oxygen. Another 

approach is to discriminate against oxygen interference by choosing parameters such 

as the potential wave form, the chemical form of the · analyte and the nature of the 

working electrode, such that it would alleviate the interference from dissolved oxygen 

[6]. 

4.2) SEMI-PERMEABLE MEMBRANES IN A NITROGEN ATMOSPHERE 

The first experiments of gas diffusion through a membrane were employed for 

oxygenation of solutions. It was also a liquid-membrane-gas process. The driving force 

for the gas exchange was the difference in partial pressures. Eventually a steady state 

of the partial pressure of gases is reached [13]. This technology has now been 

employed in deoxygenators, particularly for flow systems. 

48 


 
 
 



Deoxygenation 

There are two main properties to consider when choosing a membrane. Firstly, the 

membrane should be highly permeable to oxygen. The permeability (4pefficient for 

oxygen is equal to the product of the solubility coefficient of oxygen in the membrane 

and the diffusion rate of oxygen through the membrane. Secondly the membrane 

should be inert to the analyte solution [7,10,11]. In comparison to silicone, most other 

polymers are much less permeable to gases [4]. Silicone is also inert to a large variety 

of chemicals, thus making it a suitable membrane material. It is important to have a 

membrane with a small internal diameter and thin wall thickness to optimise the amount 

of deoxygenation. 

There are numerous other factors affecting the extent of deoxygenation such as the 

temperature and the viscosity of the analyte solution, the volume ratio of gas to liquid, 

the pressure of the gas and the initial concentration of oxygen in the gas. The 

residence time, which is the quotient of the length of the membrane and the flow rate, 

also needs to be optimised [4,9,10]. 

Mass transfer by diffusion is the way of transporting a substance under the influence of 

a chemical potential gradient, generally being a concentration gradient, for stagnant 

fluids or fluids moving in laminar flow. This takes place at a much smaller rate than 

eddy or turbulent diffusion, which occurs when the fluid undergoes mechanical stirring 

or convective movement [12]. Fick's Law governs the rate of diffusion. It expresses the 

mass transfer rate per unit interfacial area (N j) as a linear function of the molar 

concentration gradient. 

N. = -0 dC j 

I dy 

where Nj is the molar flux of component i, dy is the distance over which the 

concentration gradient dCj is present and 0 is the diffusion coefficient. The negative 

sign emphasises that diffusion occurs in the direction of the drop in concentration. 

49 


 
 
 



Deoxygenation 

Thus Fick's Law can assist in predicting the time required to deoxygenate a solution to 

a degree suitable for the experiment [9,10,14]. 

The mass transfer in this membrane deoxygenation system is an important 

consideration. Firstly, consider a 11uid flowing past a flat plate. The velocity at the solid 

surface is zero, so there must be a layer adjacent to the surface where the flow is 

predominantly laminar. Here the fluid can be thought of as being made up of thin layers 

sliding over each other at increasing velocities at increasing distances from the plate. 

The molecules in one layer, while travelling in their random directions, will move from a 

fast moving layer to an adjacent slower moving layer. Even when turbulent flow 

prevails, the layer adjacent to the surface in predominantly laminar. The character of 

the flow gradually changes as the distance from the surface increases [14]. Therefore 

Fick's Law should apply for diffusion across a membrane as the flow close to the 

surface of the membrane is laminar. 

From Fick's Law, for diffusion through a flat slab of thickness z, the rate of diffusion per 

unit area (N) is given by: 

where C1 and C2 are concentrations at opposite sides of the slab [14] and C2>C1. The 

rate of diffusion for other shapes is given by [15]: 

w = NS = DS av (C 1 -CJ 
av z 

where Say is the average cross section for diffusion. For radial diffusion through a solid 

cylinder of inner and outer radius rj and ro respectively, and of length t: [14]: 

2n:e(ro - rj )

Say = 

l{~J 
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The diffusivity of oxygen in the liquid phase is much lower than that in the gas phase. 

This is due to resistance in the liquid phase [9,13]. Liquid resistance used to be 

considered the rate controlling resistance and the membrane resistance was ignored. 

Tang et al. showed the significance of membrane resistance to gas transfer under 

various operating conditions [13]. Thus, when diffusion through a solid occurs, the 

structure of the solid and its interaction with the diffusing substance have a profound 

influence on how diffusion takes place and on the rate of transport [14]. Solid materials 

through which diffusion can occur are polymers, crystalline solids and porous solids. 

Since a silicone membrane is a polymer, the mechanism by which diffusion occurs 

through a polymer will be looked at more closely. Diffusion of solutes through polymeric 

substances is generally similar to diffusion through liquid solutions, especially for gas 

solutes. The gas dissolves in the solid at the faces exposed to the fluids and then 

diffuses from the high to low concentration side of the polymer. The polymeric chains 

are in a state of constant thermal motion and the diffusing molecules move from one 

position to another over the potential barrier. A successful move requires that there is 

an available hole or passage of sufficient size, which ,n turn depends on the thermal 

motion of the polymer chains. Therefore diffusion depends on the temperature. In the 

case of oxygen and nitrogen, the molecules are relatively small, so diffusion is relatively 

easy [14]. 

4.3) EXPERIMENTAL 

A semi-permeable membrane deoxygenation system was used in this study because it 

was an efficient way to remove oxygen, particularly for a flow system, and it was also 

inexpensive and fairly easy to implement. The deoxygenation system consisted of a 

3 m length of gas permeable silicone tubing placed inside the same length of 

impermeable polyethylene tubing. The silicone tubing had an internal diameter of 
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0.75 mm and a wall thickness of 0.25 mm (Carlin Medical Extrusions, Eden Glen, 

Johannesburg) and the polyethylene tubing had an internal diameter of 3.8 mm and a 

wall thickness of 1.2 mm (Controlled Irrigation, Bramley, Johannesburg). A counter flow 

system, as illustrated in figure 4.1, where the solution flowing through the silicone 

tubing flows in the opposite direction to the nitrogen flowing in the polyethylene tubing, 

was used. In this way a concentration gradient for oxygen is maintained throughout the 

entire length of the tubing, improving the deoxygenation efficiency. 

Solution 

Figure 4.1: Schematic diagram of a counter flow deoxygenation system 

Since the nitrogen in the gas cylinder may have contained small quantities of oxygen, 

the gas was scrubbed. Two scrubbers were employed. The first scrubber contained a 

vanadous chloride solution with some amalgamated zinc. The vanadous chloride was 

prepared by boiling 2 g of ammonium metavanadate with 25 ml hydrochloric acid and 

then diluted to 250 ml. The amalgamated zinc was prepared by covering zinc filings 

with deionised water, adding 2 drops of hydrochloric acid and then adding mercury. A 

blue-green solution was produced which turned purple when nitrogen was bubbled 

through it. When it was exhausted it turned a blue green colour once again . The 

solution could be rejuvenated by the addition of more amalgamated zinc or a few drops 

of hydrochloric acid [15] . The mechanism by which the scrubber removed oxygen is: 

4V3+ + O2 + 4H30 + ~ 4\/'+ + 6H20 

4V4+ + 2Zn(Hg) ~ 4V3+ + 2Zn2+ + 2Hg 

The second scrubber contained deionised water to trap any vanadous chloride. It was 

found that gas scrubbing played an important role when the difference in currents were 
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observed for a new scrubber versus an exhausted one. The flow rate of nitrogen was 

also estimated by observing the amount of bubbling occurring in the scrubbers. 

This membrane deoxygenation system was part of the flow system as shown in chapter 

5. It was used with both the flow cell for the SMDE and the WJC. It was tested in both 

cases due to the different demands of the set-ups. 

4.3.1 ) Testing Deoxygenation using the Flow Cell for the SMDE 

In order to investigate the extent of deoxygenation, a solution was tested before and 

after deoxygenation and the difference in the voltammograms noted. AO.5 moU-1 

sulphuric acid solution was considered first. Although the effect of deoxygenation was 

evident, it was difficult to quantify the amount of deoxygenation that had taken place. A 

copper solution in 1 mol.l-1 nitric acid was then tested. The copper reduction peak is 

close to the first reduction peak of oxygen, thus in a solution exposed to the atmosphere 

the oxygen peak predominates resulting in the inability to detect the copper [16]. A 

concentration of 1 mg.r1 copper was first used, but proved to be too high as it 

diminished the effect of dissolved oxygen in the solution, so a 20 J.!g.r1 copper 

concentration was used. The differential pulse stripping voltammetry (DPSV) mode was 

used with the parameters as follows: 

initial potential = -300 mV 

final potential = 120 mV 

deposition time == 180 s 

quiet time =10 s 

scan rate = 20 my's-l 

pulse amplitude = 50 mV 

sample width = 20 ms 

pulse width = 50 ms 

pulse period = 200 ms 

The effects of the presence of dissolved oxygen, particularly for trace concentration 

determination, can readily be seen in figure 4.2. 
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Figure 4.2: 	 20 J.Lg.r1 Cu in 1 mol.l-1 HN03 measured in an air atmosphere and then in a 

nitrogen atmosphere 

Finally the method used by Pedrotti et a/. [4], who employed a sodium perchlorate 

solution under hydrodynamic conditions, was used. A 10 mmol.r1 NaCI04 (that had 

been recrystallised) solution was made. Linear sweep voltammetry (LSV) was used to 

collect the data from 200 mV to -1400 mV. A scan rate of 10 mV.s-1 and sensitivity of 1 

J.LA.V1 was used. Data were collected while the pump was running at a speed setting of 

10 which corresponded to 1.5 ml.min-1 (see chapter 5). Figure 4.3 shows the difference 

in currents for an oxygenated versus a deoxygenated solution. The efficiency of oxygen 

removal was evaluated from the ratio of the initial current before deoxygenating and the 

steady state current afterwards. Since the deoxygenation system consisted of a long 

tube, it was necessary to first flush the polyethylene tubing with nitrogen for some time 

to purge all the oxygen out. It was found that a 30 minute flush was sufficient as longer 

periods had no further Significant effect. 
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Figure 4.3: The oxygen reduction current in 1 mmol.r1 NaCI04 measured in an air 

. atmosphere and then in a nitrogen atmosphere 

Three different deoxygenation set-ups were tested, namely: 


1) the deoxygenation tubing alone, 


2) the deoxygenation tubing together with sparging the solution in a flask before 


entering the tubing, and 

3) sparging the solution in the flask alone before passing directly into the flow cell. 

The steady state currents were measured at -550 mVand the results are presented in 

table 4.1. 
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Table 4.1: Deoxygenation efficiencies 

Atmosphere Air Nitrogen Air Nitrogen 

Set-up Tubing Tubing Tubing 

+ Flask 

Flask Flask 

Steady state current 

(nA) at -550 mV 

3.37x103 72.0 39.1 4.27x103 372 

Current decrease 

factor 

1 47 86 1 11 

Residual dissolved O2 

().Lg.rl) 

8.3 x103 177 96.5 8.3 x103 755 

O2 removal efficiency 

(%) 

97.9 98.8 90.9 

Where: 

steady state current in air
current decrease factor = 

steady state current in nitrogen 

8.3 x 103 ,ug.1-1 

residual dissolved O2 = 
current decrease factor 

8.3 x 103 - residual dissolved O
removal efficiency = 2 x 100%O2 8.3x103 

The concentration of dissolved oxygen given as 8.3 mg.r1 is the value for distilled water. 

This concentration decreases as the concentration of the electrolyte increases [17]. In 

addition, oxygen is non-polar and hence becomes less soluble as the solvent polarity 

increases [7]. The dissolved oxygen concentration should thus be significantly lower for 

the concentrated electrolytes used in this study. 

In the case of the flask set-up, a pulse damper, as described in chapter 5, was placed 

between the pump and the flow cell when the deoxygenation tubing was removed. Data 

in air was also collected for this set-up as the hydrodynamics may have varied slightly 
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in the absence of the tubing. A point was reached where increasing the sparging time 

did not affect the current measured. This proved to be the least efficient method for 

oxygen removal which was probably due to contamination while passing through the 

Teflon tubing of the pump which is susceptible to gas diffusion. The pulse damper 

could also have been a source of contamination as the sealed tube that was 

perpendicular to the solution flow contained air. 

The most efficient method of oxygen removal was using the combination of sparging the 

solution in the flask before passing into the tubing. The bulk of the oxygen was 

removed during the sparging and the tubing set-up could remove further traces. Any 

contamination from passing through the Teflon pump tubing was also removed in the 

deoxygenation tubing. It was decided, however, that this method would be impractical 

and time consuming. An alternative would have been to only sparge the stripping 

electrolyte which would reduce the oxygen signal. However, the oxygen removal 

efficiency was only one percent lower if sparging was not done first, so the tubing set

up alone was used. 

4.3.2) Testing Deoxygenation using the Wall-Jet Cell 

The method that was used by Pedrotti et al. [4] and in the previous section was tested 

at the gold film electrode in the wall-jet cell 0NJC). Measurements were made firstly in 

an air atmosphere and then, after flushing the tubing for 30 minutes, measurements of 

the deoxygenated solutions were made at various flow rates. 10 mmol.r1 sodium 

perchlorate was pumped through the system and LSV was done between 400 mV and 

-500 mV at a scan rate of 10 mV.s-1
• The results are presented in figure 4.4. There 

was a definite decrease in current at the lower potentials after deoxygenation. Varying 

the flow rate while deoxygenating yielded at least two variables, namely, as the flow 

rate increased, the rate at which the analyte was transferred to the electrode increased 

and the rate of deoxygenation decreased due to a reduced time spent in the 

deoxygenation system. A third possible variable would be the performance of the wall 

jet, in other words, was the flow rate fast enough to produce a stable jet and so on. It 
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deoxygenated in the tubing only, the slope of the line was slightly greater than that in 

air. This indicates that the faster copper mass transport, which would increase the peak 

current, balanced with the reduced deoxygenation at higher flow rates, which would 

decrease the peak current. However, when deoxygenation took place in both the flask 

and the tubing, the slope increased to a greater extent. In this case smaller amounts of 

oxygen needed to be removed, so at the greater flow rates, the extent of mass transport 

predominated. It was thus evident that at higher flow rates, the tubing system was not 

sufficient on its own. 

2.5 I 

Y= 0.1749x + 1.1363 

2« 

: • 

· 1 
::1. I- I• • : ~ .. 
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- • ~ 1.5 .air 
Q)... O. 1188x + 1 .0036 ... • nitrogen= 1 
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..!II:: 
cu • • 

. . 

y - 0.1 094x + 0.4601Q) 
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Flow rate I ml.min-1 
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Figure 4.5: Graph of peak current versus flow rate for a 1 mgT' copper solution in an 

air atmosphere and then after deoxygenation in both the tubing system and 

a flask + the tubing system 

Lastly, the GCE was plated with a mercury film and the method by Pedrotti et a/. [4] was 

attempted again. The mercury film was plated from a 1.4 mmol.r' Hg2+ (added as 

HgCI2) solution containing 8 mmol.r' hydrochloric acid. This was done in a cup cell 

while stirring the solution. The film was deposited at-1200 mV for 60 s. Data were 

collected using LSV between 100 mVand -1400 mVat 10 mV.s-'. The voltammograms 

in figure 4.6 clearly show the reduced background current due to deoxygenation, which 

only took place in the tubing, and the results are presented in table 4.2. These showed 
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dissolved 8.3x1 

! O2 (J.!g.r
1 

) I 

removal 

(%) 

The gold samples that were to be analysed for arsenic were dissolved in alkaline 

cyanide solutions in the of oxygen. It was feared that the excess cyanide in 

the alkaline sample solution would attack the gold film electrode if there was still oxygen 

it only about 440 J.!g.r' oxygen) present. This would lead to rapid electrode 

degradation and irreproducible results. In order to improve deoxygenation, the tubing 

could be lengthened to increase the residence time of the solution in the deoxygenation 

system, however, this could lead to severe dispersion problems. Purging the solutions 

in a flask beforehand to the best option. was done using a separate 

nitrogen cylinder and inserting a number of T-pieces between the tubing so that several 

samples could be purged simultaneously. ensured that the analysis time was not 

extended unnecessarily which could also lead to the electrode degrading on standing 

for prolonged periods in the sample solutions. 

4.4) DISCUSSION 

semi-permeable membrane deoxygenation system was a convenient way to 

deoxygenate samples in a flow system. It was very efficient in oxygen removal and not 
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at all time consuming. The degree of deoxygenation efficiency depended on the flow 

rate on the solution, and at higher flow rates this method was supplemented by purging 

the samples beforehand. This, however, would not always necessary and would 

depend on the experimental requirements. It also functioned as a pulse damper. The 

drawbacks of using this system were that work had to done within the constraints of 

the tubing length and the of dispersion also increased. 
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CHAPTER 5 

FLOW SYSTEMS 

The flow system incorporates both the flow cell and the deoxygenation system and 

how they operate together. It also includes the control of the pump and valve, as well 

as data collection. 

5.1) THEORY 

A large number of cell geometries with forced convection have been designed. The 

general equation, in Cartesian coordinates, to describe the mass transfer of an 

electroactive species by convective diffusion is [1]: 

8c = o( 8c + 8c + 8c J _ (v 8c + V 8c V 8CJ m ~ ~ & x~ y~ 
+ 

z 8z 

where 0 is the diffusion coefficient and Vx, Vy, and Vz are the velocity distribution 

functions. The first group of terms refers to the diffusive mass transfer and the 

second group to the convective mass transfer processes. The influence of migration 

is ignored as it is negligible when the electroactive species contributes negligibly to 

the ionic strength. 

The limiting current can be written as [2]: 

ie = nF1max 

where Imax is the maximum diffusion mass flow towards the electrode surface, n is 

the number of electrons involved and F is Faraday's constant. It is therefore 

necessary to describe the diffusion towards the electrode in order to find the limiting 

current. Equations for the limiting currents under steady-state conditions have been 

derived for various cell geometries as shown in figure 5.1 [1]. These are displayed in 

table 5.1 [1]. 
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Figure 5.1: 	 Electrode geometries for flow systems with electrochemical detection: a) 

tubular, b) planar with parallel flow, c) planar with perpendicular flow and 

d) wall-jet 

Table 5.1: 	 Limiting current equations for various cell geometries 

Electrode geometry 

Planar (parallel flow) 

Thin layer 

Limiting current equation 

2 1 ~ 1 

i = 0.68 nFCD3 v-6(:YV2 

2 

i ~ 1-47 nFc(D;yv~ 

Planar (perpendicular flow) 2 1 3 1 
- - -

i = 0.903 nFCD3 v 6 A 4U 2 

Wall-jet 

Tubular 

2 5 1 3 3 - -  -  - -
i=1.38nFCD3 v 12a 2R4V4 

2 

i ~ 1,61 nFc(D:)' vi 
..

where I :: limiting current (A) 

n :: number of electrons 

F :: Faraday constant (C.mor1) 

C = concentration (mol.r1
) 

10= diffusion coefficient (m2.s- ) 


A = electrode area (m2
) 


r:: radius of tubular electrode (m) 


V :: average volume flow rate (m-3.s-3) 


v:: kinematic viscosity (m2:s-1) 


b =channel height (m) 
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R =electrode radius (m) 

a = diameter of inlet (m) 


u =velocity (m.s-1
) 


The relationships in these hydrodynamic situations apply only to laminar flow, not 

turbulent flow. The dimensionless Reynolds number, Re, characterises the transition 

from laminar to turbulent flow. It is the ratio of inertial and viscous forces for a 

particular electrode geometry and is given by [2]: 

Re=~ 
v 

where U is the velocity, I is the length and v is the kinematic viscosity. A critical 

Reynolds number, Recr, indicates the onset of turbulent flow. Thus for laminar flow 

Re < Recr [1]. For example, Recr = 1000 for a WJC. Laminar flow is also necessary 

for a low amount of noise [1]. 

When a fluid flows over the electrode surface, a very thin layer is formed at the 

surface where the velocity gradient normal to the surface is very large. This layer is 

called the boundary layer [1,3]. The boundary layer thickness is dependant on the 

design of the flow cell and is important to optimise the detector's performance. The 

thickness of the diffusion layer, which defines the concentration gradient at the 

electrode surface, is a few percent of the boundary layer. Levich approximated the 

relationship as [1]: 

where bdl is the thickness of diffusion layer, Dbl is the thickness of boundary layer, 0 is 

the diffusion coefficient and v is the kinematic viscosity. 

When pumping solutions through the tubing in a flow system, dispersion of the 

solutions occur. This dispersion depends both on convection and diffusion. It is 

agreed that convection plays a greater role straight after injection and that diffusion is 

dominant after a certain time period [4]. A solution moving under laminar flow may 

be thought of as having a classical parabolic velocity profile which adopts a bullet 

shape with a hollow tail, as illustrated in figure 5.2(a) and 5.2(b) [5]. This would lead 
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to rapid dispersion, but radial diffusion reduces this effect. The tip of the slug diffuses 

outwards to the slower moving solution and is thus retarded. Also, the tail of the slug 

diffuses inwards into faster moving streams and is accelerated to produce a slug as 

shown in figure 5.2(c) [5]. There seems to be some conflicting ideas whether the 

dispersion of a sample zone increases or decreases with decreasing flow rate, but 

the dominant thought is that dispersion would decrease. For stopped flow systems, 

the dispersion is practically independent of the time that the flow is ceased [4]. 

Velocity (a)Direction of flow -- profile---'

-- _ .. f-~~~·~_ 
~-. (b) 

Tllhp. Wrlll 

(c) 
., 

I ;. : -?:6f5'¥ea-" 

Figure 5.2: 	 Dispersion of a sample slug in a flowing stream: (a) laminar flow velocity 

profile, (b) dispersion of sample slug caused by convection and (c) 

sample zone modified by diffusion. 

In segmented flow systems, gas bubbles are introduced between slugs to avoid 

excessive dispersion. The only mixing that occurs is due to the adherent thin film left 

behind by the solution on the inner tube wall, but this is generally insignificant [6]. 

The problem with segmented flow is that the bubbles may need to be removed 

depending on the detector used and their compressibility also creates difficulties. 

5.2) DATA COLLECTION 

5.2.1) 	 Potential Waveforms 

Voltammetry was the electroanalytical technique used in this project. There are a 

number of variants of the waveforms in this technique, such as , linear sweep 
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voltammetry (LSV), cyclic voltammetry (CV), pulse voltammetry, square wave 

voltammetry (SWV) and so on. In voltammetry the potential is varied in a defined 

manner and the current response is monitored [7]. 

LSV involves varying the potential linearly from an initial to a final value at a constant 

scan rate, as illustrated in figure 5.3 [7]. However, in practice, this potential 

waveform is a staircase as a true linear waveform is impossible to generate digitally. 

The drawbacks of using LSV are the relatively low resolution and the unfavourable 

effect of the charging current, which interferes especially in the determination of very 

low concentrations of substances by distorting the stripping curves [8]. CV is a 

variation of LSV where the scan direction is reversed when the final potential is 

reached and the scan occurs in the opposite direction. It is frequently used to 

characterise a redox system and is used to study the kinetics and the mechanism of 

a system [7]. 

EI 
F !NA~ ~ 

iN IT ~----J 

L 
Figure 5.3: Potential waveform for LSV 

The BAS workstation offers both normal pulse voltammetry (NPV) and differential 

pulse voltammetry (DPV). NPV has a waveform that consists of a series of pulses of 

increasing amplitude, with the potential returning to the initial value between pulses, 

as demonstrated on figure 5.4 [7]. When the initial potential is significantly positive of 

the reduction potential, the application ofa small pulse does not cause a faradaic 

reaction , in other words a reaction which involves charge transfer across the 

electrode-solution interface. When the pulse potential is sufficiently large to cause a 

faradaic reaction, the magnitude of the current increases. This may be dependent on 
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both diffusion and the rate of electron transfer. A limiting current is reached when the 

electron transfer occurs rapidly ' at sufficiently negative potentials. The current

potential curve produced is thus sigmoidal in shape. In DPV the base potential 

increases in small steps and the pulse amplitude is constant with respect to the base 

potential, as shown in figure 5.5 [7]. The current is sampled twice in this technique, 

just before the pulse and at the end of the pulse. The difference of these currents is 

then recorded as a function of the base potential. Once again, at potentials 

significantly positive of the redox potential, there is no faradaic reaction when the 

pulse is applied. This results in a zero differential current. At potentials around the 

redox potential, the differential current reaches a maximum and then decreases to 

zero as the current becomes diffusion controlled. This results in a symmetric peak

shaped curve for the current-potential plot. In this manner DPV is able to 

discriminate against the charging current [7]. 
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Figure 5.4: Potential waveform for NPV 
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Figure 5.5: Potential waveform for DPV 

There are two square waveforms available on the BAS workstation, namely the 

Osteryoung SWV (OSWV) and the Barker SWV (BSWV). The potential waveform for 

OSWV is a series of pulses alternating in direction as shown in figure 5.6 [7]. The 

current is sampled at the end of each pulse or half-cycle. The forward current, 

reverse current and the difference between these can be viewed. The differential 

current response is also a symmetric peak with discrimination against background 

charging currents. The technique has a greater sensitivity and faster speed than 

DPV [7]. BSWV is similar to OSWV, except the samples are collected and averaged 

over a number of cycles (as illustrated in figure 5.7), thus making it slower than 

OSWV [11]. 

I n 
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Figure 5.6: Potential waveform for OSWV 
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Figure 5.7: Potential waveform for BSWV 

The waveforms discussed above (except for CV) can all be applied to stripping 

voltammetry. This is when the analyte is first accumulated onto or into the electrode 

as discussed in chapter 1. The analyte is accumulated at a given potential and then 

the waveform is applied during the stripping step. This enhances sensitivity and 

hence allows for very low detection limits [7]. 

In this work, DPV was mainly used due to its sensitivity and ease of use. OSWV was 

also briefly looked at. It proved to be more sensitive, but more complex to produce a 

well-defined peak. 

5.2.2) iR Compensation 

iR compensation was used in all experiments. This was necessary as it could have 

affected the true value of the operating potential of the cell. This is demonstrated by 

considering an electrochemical cell as represented in figure 5.8. 
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A w 


Figure 5.8: Equivalent circuit of an electrochemical cell. A =auxiliary electrode, R = 
reference electrode, W = working electrode, Rc = compensated 

resistance, Ru = uncompensated resistance, Rf = faradaic impedance and 

Cdl = double layer capacitance [9]. 

The potential applied (Eapp) across the reference and working electrodes is related to 

the true operating potential (Ew) across the working electrode and the solution 

interface by: 

Ew = Eapp - iRu - <i>ref 

where ~ref is the reference electrode interfacial potential 

or Ew (vs ref) = Eapp - iRu 

If iRu is large, it would substantially lower Ew from Eapp, thus making the data obtained 

meaningless. There are generally three ways to minimise iR drop, namely: using a 

highly concentrated electrolyte, placing the reference electrode as close to the 

working electrode as possible and having an adjustable positive feedback (f) in the 

potential control loop such that Ew is related to the other circuit components as 

follows: 

Ew (vs ref) = Eapp - iRu + ifRu 

The positive feedback is gradually increased until the current response starts to 

oscillate. At this point iRu = ifRu and the solution resistance is assumed as totally 

compensated for. However, this does not necessarily lead to 100% compensation as 

the circuit may become unstable before this is achieved. Another drawback of using 

this method is that the electrode surface structure may be destroyed or altered when 

the system starts to oscillate [9]. 
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The BAS potentiostat uses a different approach to solve this problem [9]. Firstly a 

test potential is required where only capacitive response would occur at the working 

electrode and solution interface, i.e. no faradaic processes should occur. The 

instrument applies a potential step of 50 mV to the working electrode at this potential 

and then monitors the current response as follows: 

Two data points are sampled at 54 and 72 ~s respectively and are assumed to be 

shorter than the Ruedl time constant. The exponential current decay can be 

approximated with a linear plot under this circumstance. It is extrapolated to to and 

the uncompensated resistance can hence be calculated using: 

R = ~E 
u 	 . 


10 


where ~E is the potential step applied. The instrument then stepwise inserts a 

fraction of Ru in the positive feedback loop and tests the circuits stability. The 

stability test is performed by once more applying a potential step of 50 mV to the 

working electrode at the given test potential. The current response is then sampled 

at a frequency of 20 kHz for 50 ms. The maximum and minimum current is found 

and used to calculate the % overshoot as follows: 

i . 
% overshoot = .....!!!!!!... x 100 

imax 

This procedure is repeated until iR compensation is achieved in accordance with 

preset levels of both overshoot and compensation extent [9]. (The default values of 

10% and 100% respectively, were used in this work.) The instrument now slightly 

decreases the iR compensation and inserts a capacitor between the auxilliary and 

reference leads to stabilise the cell system. 

5.3) FLOW SYSTEM FOR THE SMDE 

5.3.1) Set-up 


The set-up for the experimental work in this study is depicted in figure 5.9. 
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Flow systems can be broadly classified as segmented and non-segmented systems. 

In a segmented flow system, solution plugs are separated by air or some inert gas 

[1,11]. This was initially done to prevent cross-contamination of samples, but it was 

later found that the extent of contamination was insignificant [11]. The system used 

here was a pseudo-segmented system as a nitrogen bubble was introduced after the 

matrix exchange solution, which directly proceeded the sample solution, in order to 

dislodge the mercury drop. Once the cell was rinsed with water, another nitrogen 

bubble was introduced so that the beginning of the sample plug could be seen. 

There was no bubble between the sample solution and the matrix exchange 

electrolyte or else the mercury drop would have been washed out of the cell after the 

plating step and before stripping could occur. 

The presence of the nitrogen bubbles increased the compressibility of the contents in 

the tubing. When the pump was stopped, the solutions continued to flow for a short 

period thereafter. This was not adequate because a greater amount of control was 

needed over the positioning of the various solutions with respect to the flow cell. A 

coil of tubing with a small internal diameter was placed at the outlet of the flow cell to 

provide a back-pressure and improve control. On hindsight, the nitrogen slugs could 

also have been made smaller to reduce the extent of compressibility. 

The use of a peristaltic pump in flow systems leads to periodic oscillations in the flow 

rate. This is particularly a problem for electrochemical detectors. For example, in 

voltammetric detectors the transfer of electroactive substance to the electrode 

surface must be done under reproducible, invariable transport conditions when 

measuring the current [12]. When a HMDE is used under pulsating flow conditions, it 

leads to irreproducible results. The pulsating flow causes the drop to vibrate and 

alters the geometry of the drop, as well as gives rise to different mass transport 

conditions [12]. 

Various methods have been used for pulse damping. An air chamber was introduced 

after the pump which acted as a pressure filter as shown in figure 5.10 [1,12]. A 

pump was placed at the outlet of the detector so that the solution is in effect drawn 

through [1]. Gas-driven systems have also been used to curb the problem of 

pulsation [1]. 
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Figure 5.10: Pressure buffer used by Alpizar et al. [12] 

In this study, a pulse damper consisting of a T-piece with a sealed piece of tubing on 

the vertical leg, as illustrated in figure 5.11, was introduced just after the pump. As 

the solution passed though the T-piece, the air in the sealed tube compressed and 

expanded thus reducing the pulsation. However, some problems were experienced 

with this pulse damper. The sealed tubing contained air which contaminated the 

nitrogen bubbles and solutions that passed though the damper, but this was a minor 

problem as the damper could be placed before the deoxygenation system. As the 

solution initially passed though the pulse damper, the air in the sealed tubing was 

compressed and some solution was pushed into this tube. This solution also 

vibrated as the solution flowed through the T-piece and a certain amount of mixing 

occurred. The most serious problem transpired when the solution was halted to do 

the stripping phase in a stationary solution in order to reduce the noise. The solution 

and some air would slowly creep back into the main tubing, causing contamination 

and air bubbles that would dislodge the mercury drop at inappropriate times. 
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+---- Sealed tubing 

+------ Solution flow 

Figure 5.11: Pulse damper 

It was found that, together with the solution having to pass through the 3m long 

deoxygenation tubing and with the coil placed at the outlet of the flow cell to provide 

a back pressure, the pulsation was reduced such that there was very little or no 

pulsation by the time the solution was pumped into the flow cell. The pulse damper 

could thus be omitted fromthe set-up. 

Alternative flow system set-ups were considered with respect to the positioning of the 

components and the pro's and cons of these. Three examples are shown below. 

1) 	 The sample would be the only solution to flow through the deoxygenation tubing 

in the first alternative set-up, as shown in figure 5.12. The rinse solution and 

stripping electrolyte could be continuously purged by nitrogen in flasks as these 

solutions remained the same throughout the analyses. This would result in less 

dispersion as the solutions would have a shorter distance to travel while they 

were in contact with each other and there would be greater control over the 

positioning of the various solutions with respect to the flow cell. However, the 

solutions would be contaminated by oxygen when passing through the selection 

valve and the pump. A pulse damper would also be needed as the pump would 

be adjacent to the flow cell. 
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5.3.2.1) Flow Rate 

The flow rate was calibrated against the readings on the peristaltic pump by 

measuring the volume of solution that emerges from the system in a minute. The 

results are shown in table 5.2 and figure 5.14. It can be seen that the pump settings 

were directly proportional to the flow rates. 

Table 5.2: Calibrating the Gilson peristaltic pump 

Pump setting Flow rate I mi.min-1 

10 1.5 

20 2.9 

30 4.4 

40 5.8 

'7 
c 6·E 
E 4 -<V 2..... 
co 
' 
;: 00 
u.. 0 10 20 30 40 

Pump setting 

Figure 5.14: Graph flow rate of versus pump settings 

5.3.2.2) Reproducibility 

The reproducibility of the set-up was tested by measuring the peak height produced 

by a sample of 1 mg.r1 copper (as CUS04) in 10% (v/v) nitric acid. A 5 s deposition 

time was used with a deposition potential of -300 mV. The mode applied was DPSV, 

with the scan rate set to 20 mV.s-1 and the final potential to 200 mV. The pulse 

amplitude was 50 mV, the pulse width was 50 ms, the sample width was 20 ms and 

the pulse period was 200 ms. During accumulation the flow rate was 1.5 ml.min-1 

and stripping took place in a quiescent solution. The FiowTEK procedure (refer to 

section 5.3.3), shown in figure 5.15 below, allowed three sets of solutions to be 

stacked in the deoxygenation tubing at a time. The positions of the selection valve 

were as follows: position 1 was a water rinse, position 2 was the sample solution and 

position 3 was the nitrogen. The RSD obtained for 10 results was 3.5% which is 

79 


 
 
 



 
 
 



Flow Systems 

3cm	 1 1 cm 
--x x = 


s cm (diameter) cm (length) s 


Velocity is given in units of cm.s-1
. Since the diameter and the length of path are 

constant, it follows that the peak current is proportional to (volume flow rate)1/2 for a 

planar electrode with perpendicular flow. 

Table 5.3: The effect of flow rate on peak current 

Pump speed 

setting 

Flow rate 

I ml.min-1 

(Flow rater/" (Flow rater/~ Peak Current 

lilA 

5 0.8 0.894 0.928 0.4141 

10 1.5 1.22 1.14 0.4193 

20 2.9 1.70 1.43 0.4289 
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Figure 5.16: 	Graph of peak current versus flow rate, (flow rate)1/2 and (flow rate)1/3 

for a 1 mgX1 copper solution deoxygenated in the tubing set-up 

From figure 5.16 it could be deduced that a direct proportionality fitted the data best 

with a correlation coefficient of 0.9996. This did not correspond to either the TLD or 

a planar electrode with perpendicular flow. 
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It was, however, decided that passing the solution through the deoxygenation tubing 

would add another variable to the investigation, namely the extent of deoxygenation. 

In this case the slower the flow rate, the greater the residence time, hence the more 

the deoxygenation. Thus the solution was sparged in a flask before passing through 

a pulse damper (as described previously) and the now cell. Data were collected in a 

manner similar to the previous experiments. The results obtained are shown in figure 

5.17. 
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Figure 5.17: 	 Graph peak current of versus flow rate for a 1 mg.r1 copper solution 

deoxygenated in a flask 

As the flow rate decreased, the peak current decreased in a linear manner, but then 

rapidly increased for the slowest flow rate of 0.4 ml.min-1
. The steady decrease in 

current was expected due to a decrease in mass transfer at slower flow rates, but the 

first datum point did not follow the trend. This could possibly show that there was 

laminar flow only at very low flow rates, and as the flow rates increased some 

turbulence set in. As the flow rate increased from there, the flow was still turbulent, 

but the increase in mass transport led to a slow increase in the peak current. 

It was then decided not to use a stripping technique, but to simply use DPV in flowing 

solutions. A cadmium solution was used with no deoxygenation taking place, but still 

passing the solution through a pulse damper. The effect of oxygen present when 

) 0.2046 

0.2495 

y = 0.0269x + 0.1725 

R2 =0.9908 
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examining the cadmium reduction peak would be less than that for a copper peak as 

the first reduction peak for oxygen in close to that for copper. Data was collected 

from -300 to -800 mV at a rate of 10 mV.s-1
. The results obtained are presented in 

figure 5.18. 
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Figure 5.18 : Graph of peak current versus flow rate for a 1 mg.r1 cadmium solution 

with no deoxygenation 

This produced totally unexpected results because the current was decreasing with 

increasing flow rate. It was later established that the faster the flow rate, the smaller 

the mercury drop was that formed in the flowing solution. At a flow rate of 5.8 ml.min-1 

a mercury drop did not form at all. The drop even became more unstable at low flow 

rates with time. This behaviour indicated that the capillary needed to be 

resiliconised. It appeared that the relatively large pressure led to the fast degradation 

of the capillary and would have to be examined periodically. 

It was concluded that the hydrodynamics of the flow cell design did not fit into the 

category of either a thin layer detector or a planar electrode with perpendicular flow. 

Thus with the geometry of the flow cell being less well defined, the prediction of the 

absolute values of the current was not possible. A flow rate of 1.5 ml.min-1 was used 

in the work from here on, unless stated otherwise. This would give a fair sensitivity 

due to the rate of mass transport and the mercury drop was stable at this flow rate. 
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5.3.2.3b) Effect of scan rate 

The peak current was measured for varying scan rates in a cadmium solution . DPV 

was used and data was collected from -400 mV to -800 mV in a solution flowing at a 

rate of 1.5 mLmin-1
. The results are represented in figure 5.19. 
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Figure 5.19: Graph of peak current versus scan rate for a 1 mg.r1cadmium solution 

Data could not be collected at faster scan rates, as there were not enough data 

points for the software to calculate the peak height. Except for the scan rate of 5 

mV.s-1, the peak current decreased linearly with an increase in scan rate. A scan 

rate of 20 mV.s-1was used in future work, unless stated otherwise, as this gave good 

sensitivity and also took a reasonable time for the run. 

5.3.2.3c) Effect of concentration 

The peak current was measured for various cadmium concentrations. Once again 

DPV was applied between -400 mV and -800 mV and data was collected in 

deoxygenated solutions flowing at a rate of 1.5 ml.min-1. The voltammograms are 

shown in figure 5.20 and the results are depicted in figure 5.21 . 
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5.3.3) FlowTEK Procedures 

The FlowTEK software was used to control the peristaltic pump and the selection 

valve. This was done by first establishing the logic that controls the devices and then 

defining and configuring the devices (see the appendix). The actions that they could 

perform were then defined. In the case of the selection valve, the actions were 

"home", which took the valve to the first position, and "advance", which moved the 

valve one position forward. The valve could not move backwards, it had to first move 

to the hOlTle position and then move forward from there. The peristaltic pump's 

actions were "forward", "reverse" and "off', but the reverse option was not necessary 

for this work. 

A method was built by specifying the time at which these actions must occur. A 

procedure could be built by arranging various methods in sequence and by 

replicating methods or procedures. 

A typical FlowTEK procedure in this project for the determination of cobalt in a zinc 

electrolyte using matrix exchange is shown in figure 5.22. The solutions were 

arranged at the selection valve as follows: position1 (home) was water for rinsing, 

position 2 was nitrogen from the scrubber, position 3 was the sample solution and 

position 4 was the stripping electrolyte. The analytical procedure had several parts 

for one determination. Firstly the flow cell was rinsed with water and then a nitrogen 

bubble was passed through to indicate the start of the sample solution. The sample 

solution, that had been previously diluted with the supporting electrolyte, was 

pumped into the flow cell followed by the onset of accumulation of the analyte from a 

flowing solution. The stripping electrolyte was then introduced into the cell followed 

by a quiet time where the pump was halted and the solution was allowed to come to 

rest. Stripping of the analyte by a potential scan while measuring the current 

occurred in a quiescent solution before another nitrogen bubble was passed through 

to remove the used mercury drop from the cell. 
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a similar rate. The deoxygenation tubing once again acted as the pulse damper to 

prevent pulsating flow at the cell. 

5.4.2) Testing the Flow System 

5.4.2.1) Flow Rate 

The Gilson peristalitc pump was recalibrated as different tubing was used and later 

the flow rate of the Alitea pump also required calibrating according to the pump 

settings. This was done as before. The results are displayed in table 5.4 and figure 

5.24 for the Gilson pump and in table 5.5 for the Alitea pump. 

Table 5.4: Calibrating the Gilson peristaltic pump 

Pump setting Flow rate I ml.min-' 

10 1.4 

15 2.2 

20 2.8 

25 3.5 

30 4.2 

35 4.9 

40 5.4 
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. 
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E 
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- 3CI)-~ 2 

~ 

,21 
u. 

0 
0 5 25 30 35 40 

Figure 5.24: Graph of flow rate versus pump settings for the Gilson peristaltic pump 
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Table 5.5: Calibrating the Alitea peristaltic pump 

Pump setting Flow rate I ml.min-1 

30 1.3 

90 3.9 

95 4.0 

98 4.2 

5.4.2.2) Flow Cell Characteristics 


The flow cell was investigated to determine which flow rates and inlet-electrode 


separations were required for the cell to exhibit wall-jet behaviour. 


5.4.2.2a) Effect of flow rate 


The WJC, with an inlet- electrode distance of 3 mm, was tested at flow rates of 2.8, 


3.5 and 4.2 ml.min-1
. First a gold film electrode was prepared and a 10 mg.r1 arsenic 

(III) solution in 20% (v/v) hydrochloric acid was analysed. DPSV was used from -300 

mV to 400 mV at a scan rate of 50 mV.s-1 and a deposition time of 10 s. The other 

parameters were the default values of 50 mV pulse amplitude, 50 ms pulse width, 

200 ms pulse period and 20 ms sample width. The results are presented in table 5.6. 

The peak current at the lowest pump speed was less than at the higher pump 

speeds. This could be due to the jet breaking up slightly before it reaches the 

electrode. The RSD was best for the highest pump speed. It was decided to work at 

a flow rate of 4.2 ml.min-1 which corresponded to the pump setting of 30 on the 

Gilson pump and 98 on the Alitea pump. 

Table 5.6: Effect of flow rate on the peak current 

Flow rate I ml.min-1 Peak current I llA RSD/% 

2.8 11.4 7.3 

3.5 12.5 1.7 

4.2 12.2 0.4 

5.4.2.2b) Effect of inlet-electrode separation 

The limiting current is directly proportional to (flow rate)3/4 for a WJE [13,14,15]. 

Therefore a plot of log(peak current) versus log (flow rate) should produce a straight 
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line of slope 0.75. Thus a 10 mgX1 arsenic (III) solution in 20% (v/v) hydrochloric 

acid was analysed using LSV from -200 mV to 400 mV at a scan rate of 50 mV.s-1
. 

This was done for various inlet-electrode distances and the results are displayed in 

figure 5.25 and table 5.7. The greatest slope of 0.62 was for a 3.1 mm separation 

between the inlet and the electrode surface. Laevers et al. [1] suggested that for true 

wall-jet behaviour the relationship between the nozzle diameter (a) and the nozzle

electrode separation (H) should be: 

12 ~ %~ 15 

With the nozzle diameter of 0.3 mm, it can be calculated that H/a = 3/0.3 =10. This 

does not fit in with the above relationship. A separation closer to 4 mm would give 

the required result. This would probably imply that the wall-jet was not fully 

developed when the solution struck the electrode surface. The results for the 2.9 mm 

separation produced a curve for which the best fit was not a linear relationship, but a 

polynomial. An inlet-electrode separation of 3 mm was used throughout this work. 

This distance was chosen as it produced a slope close to the maximum slope as 

shown in table 5.7. 

Table 5.7: 	 Table depicting the slopes and correlation coefficients for various inlet

electrode separations 

Inlet-electrode 

separation I mm 

Slope Correlation coefficient 

(R2) 

2.9 0.47 0.9110 

3.0 0.59 0.9986 

3.1 0.62 0.9918 

3.2 0.51 0.9990 
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CHAPTER 6 

DETERMINATION OF COBALT IN A ZINC ELECTROLYTE 

6.1) SUPPORTING ELECTROLYTE 

The voltammetric determination of cobalt is difficult in the presence of zinc as their 

reduction potentials are similar in most supporting electrolytes and the resolving 

power of differential pulse voltammetry is not sufficient to separate these peaks [3]. 

Electroanalytical methods have been developed for the determination of copper, 

cadmium, lead, antimony and iron in zinc plant electrolytes [4-7], but these methods 

are not suitable for the determination of cobalt in the same sample. 

There are also problems associated with the determination of cobalt at a mercury 

electrode, namely, irreversibility of the process and poor sensitivity of stripping 

methods due to the low solubility of cobalt in mercury [8-10]. Therefore complexing 

agents have been employed to form a cobalt complex, which is then adsorptively 

accumulated at the electrode-solution interface prior to the electrode process [8]. 

The reagent most frequently used . for quantitative cobalt determination is 

dimethylglyoxime (DMG). This forms a complex with the ratio Co:DMG = 1:2 [11]. 

Due to its surface activity, the [Co(DMG)2] complex adsorbs onto the electrode 

surface and thus provides a means of preconcentration. This results in an increased 

sensitivity [8,12,13]. The mechanism of the electrode process is under dispute for 

this complex as some believe that the reduction process is accompanied by a 

catalytic evolution of hydrogen, while the majority maintain that the increase in 

current is due to the adsorptive accumulation of the complexes on the electrode 

surface [14]. 

One .of the newest theories on the mechanism for the electrochemical stripping 

reduction of the cobalt (and nickel) DMG complexes is that by Ma et al. [13]. They 

postulated that it is a 10-electron process in alkaline media. First the complex is 

adsorbed onto the electrode surface: 
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[Co(II)-DMG2] (sample) ~ [Co(II)-DMG2] (ads) 

The central ion is then reduced: 

[Co(II)-DMG2] (ads) + 2e- ~ CO(O) + 2DMG- (ads) 

This is followed by a four-electron reduction of each glyoximate ligand in which 

hydroxylamine groups are formed: 

In addition to cobalt(ll) the only other metals commonly cited to form stable DMG 

complexes are nickel(II), copper(II), palladium(II), platinum(ll) and bismuth(lIl) [15]. 

This should be borne in mind as interferences · may not only arise from the overlap of 

reduction peaks, but could also stem from competitive reactions with the complexing 

agent and from the competitive adsorption of ions or their complexes on the 

electrode surface [14]. Thus high concentrations of the other elements which also 

form complexes with DMG will compete to react with the DMG and possibly for space 

on the electrode to adsorb too. 

Cobalt was determined as a DMG complex in ammonium chloride, but it was 

susceptible to interference from zinc [3]. The [Co(DMGh] complex was also 

analysed in water with a NH3-NH4CI and CaCI2 supporting electrolyte [16]; or in 

biological materials [9], pressurised water reactor coolant [12] and iron samples [17] 

with just a NH3-NH4CI supporting electrolyte [9]; or in water with NH3 and HEPES (4

(2-hydroxyethyl)-1-piperazineethanesulphonic acid) [18] and so on. A novel way of 

using the DMG complex to determine cobalt was by making mixed binder carbon 

paste electrodes (MBCPE) [19]. DMG was mixed with graphite, liquid paraffin and 

glycerol and made into an electrode. The cobalt in solution then complexes with the 

DMG on the electrode and once again a sensitive determination for cobalt was 

produced . 
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The main disadvantage of using DMG on it own for cobalt determinations is the close 

proximity of the nickel and especially the zinc reduction peaks to that of cobalt, hence 

there is strong interference if these elements are present in solution [9,20]. Other 

complexes, in combination with DMG or on their own, have been studied to 

overcome problems experienced when using DMG. 

The addition of citrate to the DMG and NH4CI was used to determine cobalt in an 

excess of nickel [20]. This approach was extended to overcome the zinc 

interference, where 2 ppb cobalt could be determined in 150-fold excess of zinc 

[3,20]. Triethanolamine (TEA) was added to DMG and NH4CI to determine cobalt in 

sea water [21]. It was also used to determine 0.05 Ilg.r1 cobalt in up to 25 OOO-foid 

excess of zinc [3]. Tetrabutylammonium fluoride (TBAF) was added to DMG, citrate 

and NH4CI to shift the zinc reduction potential to even more negative values [20]. 

Diacetyl dioxime (DAD) was also used in this manner [22], but the zinc and cobalt 

reduction peaks were not sufficiently separated to determine cobalt in a zinc plant 

electrolyte [22]. The addition of iminodiacetic acid (IDA) was studied as this formed a 

non-electroactive zinc complex [20]. 1-(benzylsulphonyl)-2-(N-morpholino) ethane 

(BME) was used to analyse for cobalt in a zinc electrolyte as the Zn2 
+ reduction is 

retarded without inhibiting the reduction of the cobalt-DMG complex. It was possible 

to determine 60 Ilg.r1 cobalt in the presence of 40000-fold excess zinc [22]. 2

quinolinethiol has been used to separate the cobalt, nickel and zinc peaks [20]. The 

use of the cobalt(III)-2-nitroso-1-naphthol complex in an ammoniacal supporting 

electrolyte made it possible to determine 2 Ilg.r1 cobalt in 1000-fold excess of zinc 

without interference [3]. Ethylenediamine with KN03 was used to determine cobalt in 

zinc [23]. Both dioxime [141 and nioxime [24], as well as thiocyanate [25], were used 

in conjunction with nitrite to determine cobalt. The reduction current was catalytically 

enhanced by the presence of nitrite, thus it was more sensitive. Other complexes 

studied include oxine [26], nioxime (cyclohexane-1,2-dione dioxime) [14,24,26], (l 

furil dioxime [141, diphenylglyoxime [24], dithiocarbamate [10], a synthesised azo 

compound 1-(2-pyridylazo)-2,7-dihydroxynaphthalene (2,7-PADN) [27] and so on. 

Although many of the complexes improved the separation between the cobalt and 

the nickel and zinc peaks, they were insufficient to determine cobalt in a zinc plant 
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electrolyte as the high zinc concentration interfered. Bobrowski [14] developed a 

method using a-benzil dioxime as complexing agent which also forms a complex with 

the ratio of 1:2 for Co: a-benzil dioxime. Cobalt could be determined in solutions 

containing zinc concentrations 107 times higher than that of cobalt. The resolution 

and sensitiivity were futher enhanced by the addition of the nitrite ion, which, as 

described before, gives rise to a catalytic effect. Mrzljak et a/. [10] used this method 

in determining cobalt in a zinc plant electrolyte and obtained excellent sensitivities, 

but a very small working range of 0.25 ~g.r1 to 30 ~g.r1 cobalt under the specific 

working conditions were obtained. 

Mrzljak et a/. [10] also looked at a matrix exchange method to determine cobalt in a 

zinc plant electrolyte using DMG and citrate. This method produced a lower 

sensitivity, but a wider working range up to 600 ~g.r1 under the particular conditions. 

It was decided to look at this electrolyte as it best fitted the requirements for the limits 

that cobalt could be tolerated in the zinc electrolyte. Below a certain value, the exact 

concentration is not that critical as it would be below the required lower limit and 

hence within specifications. The starting point was to look at the same supporting 

electrolytes as proposed by Mrzljak et a/. and then to optimise them for the flow 

system that has been developed. 

6.2) ADSORPTIVE STRIPPING VOL T AMMETRY 

Adsorptive stripping voltammetry involves the formation of an appropriate metal 

chelate, followed by its controlled interfacial accumulation onto the working electrode. 

The adsorbed metal chelate is then reduced by the application of a negative-going 

potential scan. The reduction can proceed though the metal or the ligand [1]. This 

technique is very sensitive and only short accumulation times are required. 

The amount of adsorbate accumulated at the electrode surface depends on both tile 

size and orientation of the molecule or ions. There are a number of forces leading to 

adsorption such as: the solubility of the reactant in the solvent (the lower the 

solubility, the stronger the adsorption), the electrostatic forces between an ionic 

adsorbate and the charged electrode, the field-dipole interaction between the 
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electrode double layer and the functional groups of the organic reactant, and the 

chemisorption of certain groups on metallic electrode surfaces [2]. 

Adsorption isotherms have been derived to indicate the equilibrium relationships 

between the concentration of the adsorbate on the surface of the electrode and that 

in the bulk solution [2]. The most popular of these isotherms in the Langmuir 

isotherm, given by [1,2]: 

r - r (BC J - m 1+BC 

where r is the surface concentration of adsorbate, r m is the surface concentration 

corresponding to monolayer coverage, C is the bulk concentration. of adsorbate and 

B is the adsorption coefficient. From this it can be deduced that when BC«1, r = 

r mBC. In other words, when the adsorbate concentration is very low, its surface 

concentration is directly proportional to its bulk concentration [2]. The Langmuir 

isotherm does not always apply. For example, it does not take the interactions 

between the adsorbate on the electrode surface into account. Therefore there are 

more complex isotherms. 

For AdSV, the peak current is directly proportional to the surface concentration of the 

adsorbate at low concentrations: At high concentrations, a deviation from linearity is 

evident which is due to the electrode surface approaching full surface coverage and 

becoming saturated with adsorbate. To extend the linear range, the sample can be 

diluted, a shorter preconcentration time can be used or the rate of forced convection 

can be reduced. It is suggested that when using a method of standard addition, 

three additions be made to ensure that the response lies within the linear range [2]. 

6.3) BACKGROUND 

The work by Mrzljak et a/. [10] was used as a basis for this part of the project. The 

flow system designed was tested by using a proven flow method. The flow system 

could then be used in other trace detem"linations in various complex matrices. 

Their work takes many factors into account. The cobalt sensitivity was enhanced by 

forming the DMG complex and hence AdSV was employed. The interference from 
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the extremely high zinc concentrations present were reduced in two ways, namely, 

by complexing the zinc with sodium citrate which moved the zinc reduction peak to 

more negative potentials and by utilising a matrix exchange method where stripping 

occurred in a comparatively uncontaminated solution. [10] 

Mrzljak et al. [10] used a bottom-drain cell displayed in figure 6.1. The zinc 

electrolyte was first diluted six times with a supporting electrolyte. The sample was 

then injected directly over the HMDE from the flow adapter and during that time the 

analyte was collected at the working electrode that was held at a fixed potential. Due 

to the greater density of the sample versus the stripping electrolyte contained in the 

cell, the sample sank to the bottom of the cell and stripping occurred .in a relatively 

uncontaminated solution, thus reducing zinc·· interference. The contaminated 

stripping electrolyte was then drained and replaced by fresh electrolyte [10]. This cell 

design restricted its use to samples more dense than the stripping electrolyte, 

whereas the cell design for this project was aimed at producing a cell that would be 

more versatile. 

Figure 6.1: Schematic diagram of the bottom-drain cell used by Mrzljak et al [10]. 

(1) Sample inlet line; (2) nitrogen purge line; (3) reference electrode; 

(4) Metrohm HMDE; (5) auxiliary electrode; (6) PAR 310 flow adapter; 

(7) sample-electrolyte drain to waste; (8) control valve 
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The composition of the supporting and the stripping electrolytes are given in table 

6.1. It was decided to begin th.is work with the same compositions and then to 

optimise the components. 

Table 6.1: 	 The composition of the supporting and the stripping electrolytes as used 

by Mrzljak et a/. [10] 

Supporting electrolyte Stripping electrolyte 

Trisodium citrate 0.5 moLl-1 0.1 moLl-1 

Ammonia 0.4 % (v/v) 0.04 % (v/v) 

Ammonium chloride - 0.1 mol.r' 

DMG 5 x 10-4 mol.r' 3 x 10-;J mol.r' 

pH 6.4 8.4 

In the current project, a synthetic zinc electrolyte was used so that the contaminants 

could be controlled. This was made up according to the typical feed electrolyte found 
1at Zincor. It consisted of 140 g.r1 zinc, 10 g.r manganese, 10 g.r1 magnesium and 

0.7 g.r1calcium. This was in a sulphate medium so the sulphate salts were used and 

the pH was adjusted to 5. 

6.4) EXPERIMENTAL AND RESULT5 

6.4.1) Supporting and Stripping Electrolyte Compositions 

The composition of the supporting and stripping electrolytes is important as it 

reduces interference, enhances sensitivity, reduces resistance and so on. The 

compositions of these electrolytes were optimised for the designed flow system. 

6.4.1.1 ) Sodium Citrate Concentration 

Due to the large concentration of zinc present in the sample electrolyte, it was 

necessary to reduce the extent of interference. Sodium citrate was added to 

complex the zinc, thus reducing interference by shifting the zinc reduction peak 

potentials more negative. However, the presence of sodium citrate reduces the 

cobalt response, hence its concentration was reduced in the stripping electrolyte [10]. 

102 


 
 
 



 
 
 



Determination of Cobalt in a Zinc Electrolyte 

The supporting and stripping electrolytes were made up as specified in table 6.1, 

except the sodium citrate concentration in the stripping electrolyte was varied. The 

voltammograms in figure 6.3 indicate that varying the concentration of sodium citrate 

in the stripping electrolyte did not affect the zinc peak much, therefore it couid be 

omitted from this solution. This is beneficial to the sensitivity of the cobalt reduction 

peak as mentioned above. This result was not surprising because when using the 

bottom-drain ceil, there could still have been zinc in the stripping electrolyte as the 

only separation mechanism between the sample and stripping electrolyte was the 

difference in specific gravities. In the flow cell used in this study, the sample was 

washed out of the cell, so there could only be trace amounts zinc left behind. The 

slight positive potential shift at the lower citrate concentrations would not be sufficient 

to interfere with the cobalt reduction peak. 

-1 00 	 -900 -800 -700-1000 If 	
~, 

-2 

- -3-
! 
c: .. -4 
;:, 
u 

-5 

-6 

-7 

! 
i 

I 
J 

! 

--0.1 molll 

--0.01 molll 

- - -·· ·0 molll 

Potential I mV 

Figure 6.3: 	 Voltammograms showing the effect of varying the sodium citrate 

concentration in the stripping electrolyte 

Varying the concentration of sodium citrate in the supporting electrolyte was then 

perused under the same conditions as above. The voltammograms in figure 6.4 

show that a high concentration of sodium citrate was essential to reduce the 

interference of the large concentration of zinc present by shifting the zinc reduction 
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peak to more negative potentials. A concentration of 0.5 mol.l-1 was thus used in 

future work. 
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Figure 6.4: 	 Voltammograms showing the effect of varying the sodium citrate 

concentration in the supporting electrolyte 

6.4.1.2) Q1i 

The optimum pH for determining cobalt is between 8 and 9, but precipitates in the 

zinc electrolyte are formed under those basic conditions; The pH of the complexing 

electrolyte was kept at a pH of 6.4 by Mrzljak et al. [10], where precipitates were not 

formed but the [Co(DMGh] complex was still formed. Stripping could then occur at a 

more basic pH of 8.4 to increase the sensitivity of the determination. 

The pH of the supporting electrolyte was considered in order to improve the 

sensitivity. A zinc electrolyte containing 1 mgJ1 cobalt was used and the conditions 

were the same as those used previously, but with a 20 s accumulation time. An 

increase in pH from 6.4 to 6.7 led to an increase in the peak height of the cobalt peak 

as seen in figures 6.5 and 6.6. The increase in peak height became more significant 

at the higher pH values. It was decided not to look at even higher pH values as the 

limiting factor was the formation of basic precipitates. There was no visible 
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Figure 6.6: Graph of peak current versus pH of the supporting electrolyte 

6.4.1.3) Cobalt Concentration 

It was decided at this point to look if the change in peak height with cobalt 

concentration in a zinc electrolyte would yield a linear curve. The DPSV parameters 

were the same as before, but a deposition time of 20 s was used. The 

voltammograms are shown in figure 6.7. As depicted in figure 6.8, a linear curve was 

produced for the cobalt concentration of 0.2 to 1 mg.r1
, yielding a correlation 

coefficient of 0.9979. A 0.1 mg.r1 cobalt concentration did not produce a peak for a 

20 s deposition time, thus a longer deposition time would be required for greater 

sensitivity. 
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Figure 6.7: 	 Voltammograms showing the effect of varying the cobalt concentration in 

the zinc electrolyte 
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Figure 6.8: 	 Graph of peak current versus cobalt concentration in a zinc electrolyte 
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The influence of the DMG concentration in the stripping electrolyte was also 

explored. The conditions were the same as that for the above experiment, but the 

DMG concentration in the stripping electrolyte was varied from 5x1 04 mol. r1 to 5x1o-3 

mol.r1. The results are depicted in figures 6.10. It was found that the lower the DMG 

concentration in the stripping electrolyte, the lower the sensitivity for the cobalt 

reduction peak. The peak heights did not differ much when the electrolyte contained 

3x1o-3 moU-1 DMG versus 5x1o-3 mol.r1 DMG. This was due to the incomplete 

dissolution of the DMG at the higher concentration. Thus a concentration of 3x10-3 

mol.r1 DMG was used in further work. 
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Figure 6.10: 	 Graph of peak current versus DMG concentration in the stripping 

electrolyte 

6.4.1.5) Dilution Factor of the Zinc Electrolyte 

The zinc electrolyte was diluted 6.25 times by the supporting electrolyte. In other 

words, if a zinc electrolyte sample contained 0.25 mg.r1 of cobalt, after the dilution 

40 ~g.r1 of cobalt needs to be detected. It was therefore decided to see if it was 

feasible to make a smaller dilution. The function of the dilution was not only to 

introduce the supporting electrolyte, but also to reduce the zinc concentration and so 

reduce interference; thus it could not be too small. The usual dilution was 4 ml 

sample made up to 25 ml with supporting electrolyte. This was compared to taking 6 
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Determination of Cobalt in a Zinc Electrolyte 

ml, 8 ml and 10 ml respectively and making it up to 25 ml in each case. In the case 

of 8 ml and the 10 ml sample aliquot, precipitation occurred at a pH of 6.4. Using a 

lower pH would not be beneficial to improving the sensitivity as conditions need to be 

favourable for cobalt-OMG complex formation. The conditions were the same as 

before and the cobalt concentration in the zinc electrolyte was 0.25 mg.r 1. Thus the 

results for a 6.25 and a 4.17 times dilution were compared and are shown in figure 

6.11. It should be noted that not only do the cobalt and zinc concentrations increase, 

but the concentrations of the various constituents in the supporting electrolyte also 

decrease. The voltammograms displayed an increase in the cobalt reduction peak 

height which indicates that a smaller dilution could be made if greater sensitivity was 

needed. However, once again it would be necessary to ensure that no precipitation 

occurred for a smaller dilution when analysing a real sample. The concentration of 

the various components in the supporting electrolyte could also be adjusted so that 

the different dilution does not affect the resultant concentrations. 
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Figure 6.11: Voltammograms showing the effect of varying the sample dilution factor 
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6.5) DISCUSSION 

In summary, the composition of the supporting and stripping electrolytes is given in 

table 6.2. Increasing the pH of the supporting electrolyte and diluting the sample to a 

lesser extent would be preferable if no precipitation occurs. 

Table 6.2: The composition of the supporting and the stripping electrolytes 

Supporting electrolyte Stripping electrolyte 

Trisodium citrate 0.5 mol.l-1 omol.r"' 

Ammonia 0.4 % (v/v) 0.04 % (v/v) 

Ammonium chloride - 0.1 molJ' 

DMG 1 x 10-.:) moLl-"' 3 x 10-.:) molJ' 

pH 6.4 8.4 

The method provided sufficient separation of the zinc and cobalt peaks, even when 

the amount of zinc present was more than 106 times that of the amount of cobalt 

present. The other main interference, which was not considered in this work, is that 

from nickel. Nickel and cobalt behave similarly under the conditions of the 

experimental work, as nickel also forms a [Ni(DMGhl complex which is adsorbed 

onto the electrode and would interfere if present at high concentrations. At least the 

sensitivity for the [Co(DMG)21 complex was greater than for the [Ni(DMGhl complex 

under the same conditions [28]. The use of higher ammonium buffer concentrations 

reduced the amount of interference by increasing the peak separation between the 

nickel and cobalt reduction peaks, as well as depressing the nickel signal [9,10]. It 

was shown that varying the ratio of cobalt to nickel concentration led to the 

interdependent influencing of the respective peak heights due to competition 

between nickel and cobalt for DMG [28]. The change in nickel concentration only 

had a slight effect on the cobalt peak height, but the change in cobalt concentration 

had a more severe effect on the nickel peak height. This effect was reduced by 

employing a matrix exchange method. It was, however, shown that the nickel levels 

in the zinc plant electrolyte were too low to be problematic [10]. 

One of the main problems experienced was that the cobalt reduction peak height did 

not increase with an increase in the adsorption time. Rather the results obtained 
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were erratic and showed no trend. This was ascribed most probably to the relative 

positioning of the solution in the flow cell varying with the different FlowTEK methods 

used. The longer adsorbing times could also have led to a more pronounced effect 

from turbulent flow in the flow cell. Employing a method of standard addition when 

analysing a sample and ensuring that all the conditions remain constant throughout 

the determination could obviate the problem. However, this is not an ideal situation. 

The cobalt reduction peaks produced were very broad and span about 100 mV which 

is not ideal for analytical purposes. When considering the complicated matrix in 

which this determination is performed, however, the fact that there was no 

interference from the large excess of zinc present is significant. The cobalt peak 

potential occurred between 900 mV and 950 mV. The peak would have been totally 

overlapped by that for zinc if sodium citrate was not introduced as a complexing 

agent for the zinc. A fair sensitivity was obtained for cobalt and 0.2 mg.r1 could be 

determined with an accumulation time of only 20 s. As mentioned previously, due to 

the dilution of the sample an actual concentration of 32 Ilg.r1 was detected. Mrzljak 

et al. [10] estimated that 0.3 mg.r1 cobalt could be tolerated in the presence of other 

impurities, thus the detection limit for these conditions was sufficient. 

A persistent concern throughout this work was that the resistance was measured 

between 200 0 to 300 0, when calculating the iR compensation . This resistance 

seemed to be high for the conducting electrolyte solution in which it was measured. 

The high resistance was found in both the flow cell and the normal cup cell, when 

using different capillaries, when using different mercury, when using different 

electrodes and so on. It seemed that there was probably a dirty contact somewhere 

in the SMDE causing the problem. 

Mechanical failure of the SMDE prevented real samples from being considered, as 

well as other matrices from being studied using this flow system. This work did, 

however, show that it was possible to determine impurities in complex matrices by 

employing electrochemical techniques. 
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CHAPTER 7 


DETERMINATION OF ARSENIC IN HIGH PURITY GOLD 


7.1) DISSOLUTION OF GOLD IN CYANIDE 

The following excerpt [1] shows how long ago it was found that gold could be 

dissolved in a cyanide solution: ''The first definite report of solubility of gold in an 

aqueous solution of an alkali-metal cyanide is given in a memoir by K.W. Scheel, 

published in 1783, and in 1846 the importance of oxygen in the dissolution was 

... 	 recognised." Many have studied the mechanisms by which the dissolution occurs 

and tried to optimise conditions for dissolution [2-9]. 

Gold will readily dissolve in dilute solutions of alkali-metal cyanide where 

concentrations of 0.05% to 0.2% are used to leach gold from its ore [1,10]. The 

[Au(CNhr complex formed is extremely stable, with a stability constant of 2x1038 

[11 ]. 

The accepted reaction mechanism is given as [1,2,11]: 

4Au + 8CN- + O2+ 2H20 = 4[Au(CNhr + 40H

However, the reduction of oxygen to the hydroxide ion occurs via a hydrogen 

peroxide intermediate as shown [11]: . 

O2+ 2H20 +2e- = H202+ 20H

H202 + 2e- =20H

As H202 is a strong oxidant, it also promotes the formation of [Au(CNhr. Thus the 

intermediate route could be as follows: 

2Au + 4CN- + O2+ 2H20 =2[Au(CNhr + 20H- + H20 2 


2Au + 4CN- + H20 2=2[Au(CNhr + 20H

The mechanism is evidently electrochemical [1,2]. 


The rate of the reaction is governed by the rate of diffusion of dissolved oxygen or 

cyanide to the surface of the gold, depending on their relative concentrations. Air 

(21 % oxygen) is sufficient for the reaction to occur, but it was shown that using 

oxygen instead resulted in faster reaction rates [2]. Small amounts of sodium 
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hydroxide (about 0.01 %) are also added to the cyanide solution to prevent the 

cyanide from hydrolysing to HCN, but sodium hydroxide retards the dissolution of 

gold by cyanide somewhat, so large quantities should be avoided [1 ,11]. 

Reaction rates for gold dissolution in cyanide solutions were compared at various 

temperatures, namely, 20°, 60° and 80°C. The optimum temperature was at 60°C. 

The slower dissolution at higher temperatures is probably due to the lower solubility 

of oxygen in solution [2]. 

Passivation of the gold surface can occur which slows down the rate of dissolution of 

gold in cyanide. It has been shown that the presence of small amounts of thallium 

almost eliminated passivation and accelerated the dissolution of gold about 7 -fold 

[11 ]. 

The [Au(CNhr complex can be electrolysed to form gold metal from an alkaline 

solution as follows: 

4[Au(CN)2r + 40H- :: 4Au + 8CN- + 02 + 2H20 

In practice, the liberated oxygen oxidises considerable cyanide to cyanate and 

carbonate [1]. 

7.2) ARSENIC 

Arsenic has oxidation states of -3, 0, 3 and 5 of which the main ones are 3 and 5 

[12]. Arsenic (III) is electrochemically active whereas arsenic M is not [12-14]. 

Arsenic M is thus reduced to arsenic (III) when total arsenic needs to be determined 

electrochemically. This has been done by using various reductants including sulphur 

dioxide [12,14,15], sodium sulphite [13,16,17], hydrazine [13,18-20], cuprous chloride 

[13,14,21], potassium iodide [13], ascorbic acid with potassium iodide [22], potassium 

bromide [18], hydroxylamine hydrochloride [13] and L-cysteine [23,24]. When 

making up the standard arsenic (III) solutions, reductants such as hydrazine chloride 

[12,18] or ascorbic acid [14] were added to ensure that none of the arsenic was 

oxidised; however, it was not found necessary. It is important that the reductants 

ensure rapid quantitative conversion to arsenic (III) and that any excess or by

products do not interfere with the determination. It was found that small amounts of 
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hydrazinium chloride raised the background current, and the gold film electrode 

became tarnished when sulphur dioxide was used, probably due to the formation of 

gold sulphite [1 2]. Davis et al. {21] used a process called reductillation which first 

involved reduction with cuprous chloride and then the distillation of arsenic (III) to get 

rid of interference. Arsenic M has been directly determined on a heated gold 

microe!ectrode where the high temperature increases the reaction rate of the 

sluggish reduction process [25]. It was also shown that arsenic (1) becomes 

electroactive in the presence of mannitol [26]. 

7.3) BACKGROUND 

It was decided not to separate of the arsenic from the gold as minimal sample 

manipulation is preferred for trace analysis. Instead the kinetically inert gold (I) 

cyanide complex was formed. In this work potassium aurous cyanide (K[Au(CNhD 

was used instead of dissolving the gold in the manner proposed earlier. This offered 

more controlled conditions as the impurities could be added as needed. Sodium 

cyanide was added to the solution to make up for any excess cyanide after the gold 

dissolution. A concentration of 10-3 mol.r1 cyanide was used which should have 

been sufficient to account for the actual excess. Arsenic was added in the form of 

arsenic (Ill) oxide (As20 3) which was dissolved in a basic solution. Arsenic (III) 

oxidation is accelerated by acidification, so this was avoided [31]. 

A suggested method for the dissolution of gold is, however, proposed. Use finely 

divided gold to increase the dissolution rate if possible. Add a solution of 0.1 % (m/v) 

KeN and 0.01 % (m/v) KOH. Heat to 60°C while stirring. Sparging air or oxygen into 

the solution will also speed up the reaction, but gas flow rates should not be too high 

. or else evaporation or volatilisation could occur. The resultant solution should 

contain some excess cyanide and the K[Au(CNhl complex should have formed. 

The initial work was done in a normal cell in the BAS C2 Cell Stand. This acted as a 

Faraday cage. Once matrix exchange was implemented, the flow system was 

utilised. 
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It was decided to investigate the effect of a slightly acidic solution at pH 4. In an 

acidic solution, arsenic (III) exists as the meta-arsenious acid, HAs02 and the 

electrochemical process is as follows [27]: 

EO = +240 mV 

Above a pH of 8, the meta-arsenious acid dissociates to form the arsenite ion, AsO£ 

and the electrochemical process is as follows [27,28]: 

AS02- + 2H20 + 3e- =As + 40H- EO =-680 mV 

Arsenic crystallisation then occurred at the electrode as follows [28]: 

4As ~AS4 

nAs4 ~( AS4)n 

Arsenic dissolves from the electrode into both acidic or alkaline solution [10]. During 

anodic dissolution, the arsenic passes into solution as the trivalent state, As3 
+ [28]. 

The pH of solutions similar to those above, was adjusted to 4 by the addition of citric 

acid. The cyclic voltammograms are shown in figure 7.2. Once again the cyanide 

does not have an oxidation peak in the potential region studied. In the acidic 

solution, the gold (I) cyanide had a small peak more anodic than that for arsenic, thus 

no overlapping occurred. The arsenic peak shifted cathodic by less than 100 mV 

when moving from a pH 9 to a pH 4 solution. According to Bard [28], the potential for 

the reversible electrode process for the As/As203 system depends on the pH 

according to the following relationship which stems from the Nernst equation: 

E = 0.234 - 0.059 pH 

The system is reversible from pH 3 to 10 in the absence of air. According to this, the 

potential at a pH of 9 should be -0.297 V and at a pH of 4 it should be 0.002 V. This 

implies that a shift of about 300 mV should. This was not observed in this system. 
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It was decided to add a supporting electrolyte to improve the conductivity of the 

solution. KN03 was added for this purpose such that the concentration was 0.1 

mol.r1. This reduced the iR drop significantly to acceptable levels. This component 

was added to all solutions from here onward. 
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Figure 7.3: 	 The cyclic voltammogram for 100 mg.r1 arsenic + 10-3 molJ1 cyanide at 

a pH of 8 

When working with an arsenic + cyanide solution at pH 10, it was noted that the first 

run, which was done on a newly formed gold film, showed some kind of peak. 

However, on the second run, done straight after the first, the peak had disappeared. 

The cyclic voltammograms are displayed in figure 7.4. The rest potential also 

became progressively more positive after each run. A similar result was obtained for 

solutions at pH 11 and 12, where the arsenic peak disappeared or became less 

sensitive for successive runs. This indicated that the electrode was being passivated 

under these alkaline conditions. 
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Figure 7.4: 	 The cyclic voltammograms for 100 mg.r1 arsenic + 10-3 mol.r1 cyanide at 


a pH of 10 


The two components that could have been responsible for the electrode passivation 


would be the arsenic or the cyanide. The arsenic concentration was reduced to 10 


mg.r\ but the same trend arose. Two solutions were prepared at a pH of 12: the first 


contained 10 mg.r1 arsenic + 10-3 mol.r1 cyanide and the second only contained 10 

1
mg.r arsenic (both of which contained the 0.1 moi.r1 KN03). The cyclic 

voltammograms produced are presented in figure 7.5. 
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Figure 7.6: The arsenic (III) signal found by Aldstadt et al. [27] 

Even though using a basic solution to determine arsenic (III) has the advantage of 

reducing the effects of interfering metals [27], as these would precipitate at high pH 

values, acidic solutions needed to be considered. The uncomplexed cyanide present 

in alkaline solutions passivated the gold film electrode which would have resulted in a 

new gold film having to be formed between each analysis. This would have been 

tedious and would have resulted in less reproducible results. Also there would be no 

interference from the gold (I) cyanide. 

The sodium cyanide added to the solution should totally dissociate, producing "free" 

cyanide, CN-. This would be the uncomplexed cyanide. The CN- reacts with water to 

form hydrocyanic acid, HCN. The formation constant is 4.93x10-10 [11]. In other 

words: 

Ka = 4.93x10-10 

Therefore in a solution at pH 12, ail the cyanide would be present as CN- and at pH 

3, almost ail the cyanide would be present as HCN. HCN is soluble in water giving a 

weak acid solution. Thus in an acidic solution, there would be very little CN- to react 

with the gold film. A pH below 3 could not be considered as the [AU(CN)2r complex 

would decompose to form AuCN which precipitates under more acidic conditions [33

35]. 
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prevent the impurity from being reduced onto the electrode surface again. In a 

quiescent solution, the main mass transport process moving the impurity away from 

the electrode surface would be diffusion, which is a much slower process. Some of 

the impurity could therefore be redeposited onto the electrode surface, and hence the 

peak would diminish at a slower rate. 

10 ~----------------------~--------------~ 

8 

6 

« 
-::t 4 -	 ---- First run 

4 ~------------~--------~--------------~ 

-700 -500 -300 -100 100 300 500 


Potential I mV 

Figure 7.8: 	 Cyclic voltammograms showing the disappearance of the unknown peak 

for a stirred solution after a number of runs 

A solution containing 10 g.r1 gold, present as [Au(CNhL was made up with 10 mg.r 

1 arsenic (III), 10-3 mol.r1 cyanide and 0.1 mol.r1 KN03 adjusted to pH 3 with citric 

acid. A cyclic voltammogram was again run to establish whether the gold would 

interfere with the arsenic and also to ensure that the gold (I) cyanide complex had not 

broken up at this pH. Figure 7.9 reveals that the gold (I) cyanide complex is still 

intact and that a 1000-fold more gold than arsenic did not interfere with the arsenic 

determination at all. There was also scope to increase the gold to arsenic 

concentration ratio without any difficulties being experienced. 
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Figure 7.9: Cyclic voltammogram for 10 g.r1 gold (as [Au(CNhn + 10 mg.r1 

arsenic(lIl) + 10-3 mol.r1 cyanide at pH 3 

Other important information could also be gained from the cyclic voltammograms 

[36]. The system that was to be studied further, displayed in figure 7.9, was looked 

at in more detail. For a chemically and electrochemically reversible couple, 

/I.E = E _ E ~ 0.058 
Ll P pa pc n 

In this case the arsenic redox reaction was a three electron process, therefore: 

LlEp ~ 0.019 V 

However, when looking at the peak separations, 

LlEp = 0.08 - (- 0.58) 

LlEp = 0.59 V 

This implied that the arsenic redox system was irreversible and that the electron 

transfer between the electrode and the arsenic was slow. Also, for a reversible 

couple with no kinetic complications, 

This was not the case for either a quiescent or a stirred solution. 

132 

 
 
 



Determination of Arsenic in High Purity Gold 

7.4.2) Deposition Potential 

The optimum deposition potential for arsenic (III) in a solution at pH 3 was 

investigated. The gold (I) cyanide complex was omitted from most of the solutions, 

unless specified otherwise, due to the cost of the substance as it was already proven 

that it would not interfere with the arsenic determination. A 10 mg.r1 arsenic (III) 

solution was made up as before. LSSV was done at various deposition potentials in 

a stirred solution with a deposition time of 10 s and a scan rate of 20 mV.s-1
. The 

results displayed in figure 7.10 show that the optimum deposition potential was -650 

mY. This potential was used from here onward. 
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Figure 7.10: Graph of peak current versus deposition potential 

7.4.3) Reproducibility 

The reproducibility of the system was investigated by doing 10 runs of LSSV as 

above. This produced a RSD of 4.4%. This is acceptable, but there were some 

concerns. The peak current showed a definite increasing trend. This could be due to 

not all the arsenic being stripped from the electrode and hence a slow accumulation 

of arsenic. Also, the peak potential moved towards low values with successive runs. 

This seems to indicate that there is a slow change in the electrode surface. 
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7.4.4} Stripping Electrolytes 

It was decided to look at a matrix exchange method to see whether it would 

be possible to reduce the gold film degradation. This would also help to 

improve the sensitivity of the determination and reduce interference. The flow 

system described in chapter 5 was used with deoxygenation taking place. iR 

compensation was always used. 

7.4.4.1 ) Hydrochloric Acid 

Hydrochloric acid was the first stripping electrolyte investigated as it was 

widely used and provided good sensitivity. The stripping peaks were also 

narrow which indicated that the charge-transfer reaction was fast and 

reversible (12,21,30]. It was found that when arsenic was determined in a 

hydrochloric acid matrix, chlorine was generated at the auxiliary electrode 

concurrent with arsenic deposition at the working electrode. The chlorine 

would then diffuse to the working electrode where it would readily oxidise the 

gold electrode surface, thereby making it inactive (27]. This was not a 

problem when using a WJ E as only the solution from the jet reached the 

electrode surface, thus the chlorine could not diffuse to the working electrode 

and attack it. It has also been postulated that the gold film was oxidised in the 

presence of a high chloride concentration to the [AuC14r complex. This would 

lead to the active gold surface area decreasing and hence poor reproducibility 

[12]. It was, however, suggested that hydrochloric acid concentrations greater 

than 7 mol.l-1 be avoided as it could lead to the destruction of the glassy 

carbon substrate on prolonged exposure [29]. 

Various hydrochloric acid concentrations were considered and the 

corresponding peak currents were measured to determine which 

concentration gave the best sensitivity. This was done in the wall-jet flow cell 

using the FlowTEK procedure previously depicted in figure 5.26. The plating 

solution was a 1 mg.r1 arsenic (III) solution containing 10-3 mol.r1cyanide and 

0.1 mol.r1KN03 adjusted to pH 3 using a citrate buffer. The citrate buffer was 

made up by mixing 0.1 mol.l-1 disodium citrate with 0.1 mol.r1 hydrochloric 

acid ina ratio of 39.9 to 60.1. The disodium citrate was made up by adding 
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2.1014 g citric acid monohydrate to 20 ml 1 mol.r1 sodium hydroxide and 

making it up to 100 ml. The buffer was then diluted 10 times when added to 

the sample. The buffer was used instead of just citric acid as it could control 

the pH more accurately. Data were collected using DPSV from -400 mV to 

300 mV at a scan rate of 20 mV.s·1 after a 20 s deposition time at -650 mV. 

The other parameters were the default parameters of 50 mV pulse amplitude, 

50 ms pulse width, 20 ms sample width, and 200 ms pulse period. 

The results are displayed in figure 7.11. A 4 moLr1 hydrochloric acid 

concentration was used in further studies as it gave the best sensitivity. 

Higher hydrochloric acid solutions were not considered to prevent any 

degradation of the working electrode. 
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Figure 7.11: 	Graph of peak current versus hydrochloric acid concentration of 

the stripping electrolyte 

A range of arsenic concentrations from 0.1 mg.r1 to 1 mg.r1 were studied to 

determine whether the relationship between arsenic concentration and peak 

current is linear. Data were collected using DPSV from -200 mV to 300 mVat 

a scan rate of 20 mV.s·1 after a 60 s deposition time at -650 mV. The other 

parameters were the default parameters as above. The FlowTEK method 

used was shown in figure 5.27. 
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Initially, instead of analysing the samples in an order of increasing 
1concentration, the samples were mixed up and the 1 mg.r1 and 0.1 mg.r

samples were transposed when analysed. The 1 mg.r1 arsenic solution was 

then analysed again. The findings are represented in figure 7.12. The peak 

current of 1.37 ~ at 1 mg.r1 arsenic is the measurement taken again at the 

end of the analyses. This showed that the electrode definitely had some 

memory effects. 
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Figure 7.12: 	 Graph of peak current versus arsenic ('") concentration where 

the order of analysis was not increasing in concentration 

The experiment was repeated, but this time the samples were analysed in 

order of increasing concentration. The results are depicted in figure 7.13 and 

the voltammograms are shown in figure 7.14. The results were initially linear, 

but deviated from linearity after the 0.2 mg.r1 arsenic solution. This could 

have been due to the active surface area of the electrode being almost totally 

covered by arsenic (0). As elemental arsenic is a very poor conductor of 

electricity, only a monolayer of arsenic is deposited and therefore the peak 

current is limited [12,21,27,29,30]. A shorter accumulation time would solve 

this non-linearity at higher arsenic concentrations. Alternatively, it could have 

been that the gold film was degrading with time and the sensitivity started 

decreasing. This is quite possible as seen from the previous experiment 

136 


1 

 
 
 



Determination of Arsenic in High Purity Gold 

when the order of samples was confused, the gold film electrode was not very 

robust. 
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Figure 7.13: Graph of peak current versus arsenic (III) concentration where 

the order of analysis was increasing in concentration 

It was therefore recommended that the samples should be read in order of 

increasing concentration. This would not be possible if data for a calibration 

graph were first collected and then the sample analysed, as the latter would 

probably give a deceptive lower current signal. Rather a method of standard 

addition could be used, which would not only make it possible to analyse in 

the concentration order required, but would also take the matrix effects into 

account. 

The arsenic oxidation peaks were not symmetrical, particularly for the higher 

arsenic concentrations. There appeared to be a shoulder on the left side of 

the peaks. This could be due to the surface of the gold film changing with 

time, which supports the second postulate as to why the graph of arsenic 

concentration versus peak current deviated from linearity. It would be 

interesting to calculate the peak area and determine if it would yield more 

satisfactory results. 
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Figure 7.19: Graph of peak current versus arsenic (III) concentration when 

using a 2 mol.r1 H2S04 + 0.2 mol.r1 HCI stripping electrolyte 

It still remains difficult to say which stripping electrolyte is better to use, the 4 

mol.r1 hydrochloric acid solution or the 2 mol.r1 sulphuric acid + 0.2 mol.r1 

hydrochloric acid solution. That would need to be assessed according to the 

requirements of the experiment. 

7.4.3) Interferences 

A list of impurites and their approximate concentrations in high purity gold was 

given in table 1.1. These impurities could also be possible interfents in the 

arsenic determination. In particular, . copper, mercury, antimony, silver, 

selenium, bismuth and so on have been mentioned [12,13,16,29,31,35,36]. In 

this study, cobalt, silver and copper as interferences were investigated. 

7.4.5.1) Cobalt 

A 0.5 mg.r1 arsenic solution was made up and data were collected as before, 

using a 20 s deposition time. The 2 moJ.r1 sulphuric acid + 0.2 moJ.r1 

hydrochloric acid stripping electrolyte was used. Cobalt nitrate was added 
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such that the cobalt concentration was 0.5, 5 and 50 mg.r1 in the various 

solutions. The peak current for arsenic was monitored and compared to that 

with no cobalt present. The cobalt, at any of the concentrations, did not have 

an effect on the arsenic peak. Thus in the gold matrix that is being consider, 

cobalt should not present any problems. 

7.4.5.2) 

Silver was added to the arsenic solutions as silver nitrate and was examined 

in the same manner as for the cobalt. At silver concentrations up to 5 mg.r1 

there was no effe(;t on the arsenic peak, but at 50 mg.r1 silver, the peak 

current ·for arsenic decreased. Interference at this level should not affect the 

analysis of arsenic in high purity gold due to the relatively low concentration of 

silver present in these samples. 

7.4.5.3) Copper 

The last interferent studied was copper. Once again it was added as its 

nitrate salt and analysed in a similar manner. However, the concentration 

range looked at was 0.2, 0.5, 1 and 5 mg.r1 copper. The voltammograms 

produced are given in figure 7.20. These show that concentrations above 0.2 

mg.r1 seriously affect the arsenic peak due to the close proximity of these 

peaks to each other. By a 10 times excess of copper, the arsenic peak 

merely becomes a shoulder on the copper peak. This situation is not 

acceptable for the determination of arsenic in high purity gold as there is a 

good chance of there being at least double the amount of copper than arsenic 

present. Ways of preventing copper interference would have to be 

considered. 

144 


 
 
 



 
 
 



45 

.18.3 

Determination of Arsenic in High Purity Gold 

~,----------------------------------------~--------~ 

« 
:::1.40-r::: 35 -
~ 
:; 30 
CJ 

~ 25 

ca 

~ 20 

"
CD 15 
Q. 

g. 10 
() 

5 

y= 10.259x+0.9634 

If =0.9895 

O~~~--~------~--------,-------~------~------~ 

o 1 2 3 4 5 6 

Copper concentration I mg.r1 

Figure 7.21 : Graph of copper peak current versus copper concentration 

7.5) DISCUSSION 

The high purity gold could be dissolved in an alkaline cyanide solution in the 

presence of oxygen to form the gold (I) cyanide complex. This was to prevent 

the gold from depositing on the electrode simultaneously with the arsenic. 

Also, since cyanide is a reducing agent, arsenic would be present as arsenic 

(III) and thus a reduction step could be avoided. 

It was found that using an alkaline solution produced interference from gold (I) 

cyanide and also lead to the passivation of the gold film electrode. Thus the 

sample solutions were adjusted to a pH of 3. Decomposition of the gold (I) 

cyanide complex was avoided by not using lower pH values. The optimum 

deposition potential was also found to be -650 mY, which produced sufficient 

reproducibility. 

Matrix exchange was investigated in order to provide more sensitive arsenic 

determinations. Hydrochloric acid as a stripping electrolyte, of which a 4 

molJ1 solution was suggested, produced sensitive and reproducible results, 

but the linear range was fairly small. Sulphuric acid alone as a stripping 
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electrolyte yielded very poor sensitivity, but the addition of a small amount of 

hydrochloric acid appreciably improved the sensitivity. A larger linear range 

was obtained with the acid mixture when compared to that using hydrochloric 

acid alone. A composition of 2 mol.r1 sulphuric acid and 0.2 molJ1 

hydrochloric acid was recommended. Deciding which stripping electrolyte is 

best for the analysis would depend on the concentration of arsenic in the 

solution. If the arsenic concentration is low, hydrochloric acid would be the 

best to use due to the greater sensitivity. At higher arsenic concentrations, 

the sulphuric-hydrochloric acid mixture would be more suitable because of the 

greater linear range. A method of standard addition was required to reduce 

the memory effect displayed by the gold electrode and the samples had to be 

analysed in the order of increasing concentration. 

Arsenic concentrations down to 0.1 mg.r1 could readily be detected using a 

20 s deposition time for the hydrochloric acid stripping electrolyte or 60 s for 

the sulphuric-hydrochloric acid mixture. Lower concentrations were looked at, 

but insufficient sensitivity was obtained and increasing deposition times led to 

high background currents. In looking at the detection limit of the method, 

consider that 0.2 g gold was dissolved and the volume was made up to 20 ml. 

Assuming arsenic is present at 0.2 mg.g-1 [37] in the gold sample, then 2.0 

J.,tg .r1 arsenic needs to be detected. Alternatively, an arsenic concentration of 

10 J.,tg.g-1 in the gold sample can be detected jf 0.2 g sample is dissolved in 20 

ml of solution. The detection limit was not as low as that achieved by ICP

MS, which was 5 J.,tg.g-1 for arsenic [38], but was still sufficient to provide a 

valuable information for the typical arsenic concentrations in high purity gold 

up to 99.99% gold. 

Cobalt, silver and copper were looked at as likely interferences. Cobalt and 

silver did not interfere when present at the concentration ratios likely to be 

found in high purity gold. Copper, however, interfered strongly due to the 

formation of intermetallic copper and arsenic [13,29] . The best way to curb 

this problem would be to complex the copper with a ligand that is stable and 

selective for copper, such as DMG. This would prevent intermetallic formation 
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and hence reduce interference. Cyanide forms a complex with copper, 

[Cu(CN)4f, but it is not very stable (log B4 = 31.3) [39] and it did not appear 

to affect the copper and arsenic interactions. As copper is present in high 

purity gold at concentrations which would lead to interference, the analysis of 

real samples was prevented as this interference would first have to be 

overcome. 
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Conclusion 

CHAPTERS 

CONCLUSION 

The initial question of whether electroanalytical techniques would be suitable to 

determine trace impurities in complex matrices will be addressed at the end of this 

chapter once the work done in the project is first be examined. A conclusion will then be 

drawn from these findings. 

Matrix exchange was used in both cases due to the complex nature of the samples. 

This improved the selectivity and the sensitivity of the determination by reducing 

interference and optimising the conditions for stripping. This involved designing flow 

cells and building up flow systems. The flow systems also produced improved mass 

transfer, they were fairly easy to use, the analysis time was faster (particularly with on

line deoxygenation) and the system was automated to an extent. FlowTEK provided 

easy control of the peristaltic pump and the selection valve used and it would have been 

ideal if it could also control the BAS software somewhat. 

Two different flow systems were employed, each with their own pros and cons. Each 

system, however, had it own requirements and thus it was impossible to incorporate 

only all the positive aspects into one flow system. A balance was thus sought after. 

Both segmented and non-segmented flow were employed. The non-segmented system 

could be controlled more rigorously whereas the compressibility in the segmented 

system created problems even when a back pressure was applied. 

Oxygen was removed from solutions to prevent interference. This was achieved by 

passing the solutions through the semi-permeable silicone tubing surrounded by 

nitrogen. Diffusion of the oxygen through the tubing into the nitrogen atmosphere 

occurred due to a concentration gradient. This proved to be highly efficient and could 
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readily be used in flow systems. The extent of oxygen removal depended on the flow 

rate and at higher flow rates it was supplemented by sparging the solutions with nitrogen 

first, but this depends on the specific requirements. It did, however, complicate matters 

due to the time delay between introducing the sample into the system and the sample 

reaching the flow cell. The use of square wave voltammetry has been shown to reduce 

oxygen interference without the need for deoxygenating the solutions. This would be 

worthwhile investigating to reduce the complexity of the flow system. 

Two different electrodes were utilised, namely a SMDE and a gold film electrode. The 

SMDE was easy to use, reproducible and there were no problems with surface effects. 

A flow cell was designed with mercury flow perpendicular to that of the solution for 

enhanced sensitivity, but the mercury drop was unstable at high flow rates or in a 

pulsating flow. For the gold film electrode it was difficult to plate a uniform gold film of 

good quality. It was found that plating the film in the diffusion-activated potential region 

produced the best results. It was not easy to activate the glassy carbon substrate 

uniformly and the reproducibility of the electrode was poor. The use of polishing and 

electrochemical regeneration produced different surface effects and led to variations in 

the voltammograms obtained. The gold film also suffered from memory effects and 

passivation, and had to be replated regularly. It could however be used in a wall-jet cell 

where the hydrodynamics is well-defined. Overall, the SNIDE was preferred due to the 

reproducibility and the ease of use when compared to the gold film electrode, and 

probably most other film or solid electrodes for the analysis of complex samples. It 

cannot, however, be used in all instances and legislation prohibiting the use of mercury 

necessitates the use of other electrodes. 

The use of electrochemical techniques has obviated the need for preliminary 

separations in the samples investigated. In this project both ASV and AdSV, with 

optimised deposition potentials and accumulation times, provided sufficient selectivity 

and sensitivity when used in conjunction with matrix exchange. The compositions of 

both the supporting and the stripping electrolytes are vital to improve the sensitivity and 

selectivity of the determination. This includes the nature of the components, their 
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concentrations an the pH of the solutions. The use of complexing agents when 

analysing complex matrices by electrochemical means is invaluable. In this work the 

major components in the samples, namely zinc and gold, were complexed to prevent 

interference. Cobalt as an analyte was complexed with DMG to make its determination 

at a mercury electrode possible and also improved the sensitivity. The interference by 

copper in the determination of arsenic could also possibly be removed by complexing it 

with DMG for example, so that its reduction potential is shifted. Cyclic voltammetry was 

an important tool for obtaining an overview of the electrochemical system . and the 

interaction of the various components under different conditions. 

In this project, cobalt was successfully determined in a synthetiC zinc electrolyte with a 

detection limit of 0.2 mg.r1 using a 20 s accumulation time. Arsenic in the presence of 

high gold concentrations was determined down to 20 ~g.g-1 for a 20 s deposition time 

using a hydrochloric acid stripping electrolyte, or a 60 s deposition time using a 

sulphuric-hydrochloric acid mixture stripping electrolyte. 

Thus it has been demonstrated that it is possible to apply electrochemical techniques for 

trace determination in complex matrices. However, the methods are very complex and 

matrix specific. Both the major and the minor components in the matrix could have 

profound influences on the analyte determination as demonstrated. It is not always easy 

to obtain detection limits in the low ~g.r1 range. Due to the major method development 

that is required for this type of analysis and the extreme matrix dependence, it is not 

recommended for use in a non-routine laboratory. However it is well suited to monitor 

on-going processes and in a routine environment. 
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APPENDIX 

FlOWTEK SET-UP 

1) Connecting the devices 

A device is an analytical instrument or component that needs to be controlled by this 

software. A selection valve and a peristaltic pump were used in this work. These 

devices were connected to digital output points on the distribution board . 

.. 2) Programming the function keys 

The function keys F3 to F9 were configured to send output to the digital output ports. 

This allows a way of switching the devices without having to define a method or 

manually controlling each device. In the "set-up" menu under the "function keys" 

option, the function key to be programmed is chosen and the number to be sent to 

the digital port is entered. This was done as shown in table 1. 

Table 1 

Function key Number 

F3 1 

F4 2 

F5 4 

F6 8 

F7 16 

F8 32 

F9 64 

3) Testing connection of the devices 

When a certain function key was pressed, it enabled a particular device to perform a 

certain action. The findings are shown in table 2. 
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Table 2 

Function key Device Action 

F5 Selection valve (SV) Home (H) 

F6 Selection valve Advance (A) 

F7 Peristaltic pump (PP) Off (0) 

F8 Peristaltic pump Forward (F) 

This data then corresponded to the positions on the distribution board to which the 

devices had been connected as depicted in table 3. It was not necessary to pump in 

the reverse direction in the methods used, so this action was not specified. 

Table 3 

Number 1 2 4 8 16 32 64 128 

Output port 1 . 2 3 4 5 6 7 8 

Device SV SV pp pp 

Action H A 0 F 

4) Specify the devices 

The type of devices and the digital output port to which it is connected were specified 

as in table 4. 

Table 4 

Type of device SV 3 

Digital output port PP 5 

5) Configuration of devices 


The devices were configured as shown in table 5. 
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Table 5 

Device number 7 8 

Device name SV PP 

Number of actions 2 2 

Narration of actions H A 0 F 

Digital output of action 1 2 0 2 

Hot key H A 0 F 

Pulse length (0 for 

continuous) 

0.1 0 

6) Building methods ~nd procedures 

The methods are built by specifying the duration of the method and then specifying a 

time during the method when a particular device must perform a certain action. 

Procedures can be built by running a number of methods after each other and/or by 

repeating a method or procedure a specified number of times. 
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