Biomechanical comparison between pins - polymethylmethacrylate to the “String of Pearls” interlocking plate system (SOP) to stabilize canine lumbosacral fracture-luxation.

Introduction

Biomechanical comparison of two internal spinal fixation techniques, applied to a surgically simulated complete spinal injury at L7-S1 was conducted. The study objective was to compare the stability provided by the two fixation techniques to the fracture-luxation.

Materials and Methods

The hypothesis was that lumbosacral fracture-luxations can be stabilised with two bilateral SOP plates, anchored in L6, L7, S1 and S2 vertebral bodies (Figure 1) and that this method of stabilisation would be as stable during flexion and extension as the conventional method of using 4 positive profile end-threaded pins and polymethylmethacrylate (PMMA) anchored in the vertebral bodies of L7 and S1 (Figure 2).

Cadaver specimens of 18 skeletally mature large-breed dogs (29.84 ±2.49 kg, mean ±1SD) with no history of spinal trauma and no signs of degenerative lumbosacral pathology were used. The lumbosacral spine specimens (L5-S3) were randomly divided into two equal groups and fixated using one of the two techniques.

The specimens were then subjected to a constant bending moment applied to the caudal and cranial end of the specimen via the Free Bending Canine Spinal Loading Simulator (FBC-SLS) (Figure 3). The FBC-SLS loads the specimen in flexion-extension with a pure bending moment in the sagittal plane without any constrain in the craniocaudal axis; allowing translation along this axis and/or rotation about this axis. The measured bending moment and angular displacement of the joints were used to obtain the bending moment-joint characteristic of the joints.

Biomechanical parameters (i.e. range of motion (ROM), neutral zone (NZ)) were extracted for the relevant joints and used to compare the stability of the two fixation techniques (Figure 4).

Results

The neutral zone for the injured joint was 0.26 ±0.17° and 0.17 ±0.16° for the pin-PMMA and SOP fixated groups, respectively. The range of motion for the injured joint was 2.5 ±1.2° and 1.4 ±0.51° for the pin-PMMA and SOP fixated groups, respectively. There is no significant difference between the means of the neutral zone (p=0.3565) and the range of motion (p=0.0631) of the injured joint fixated with the two fixation techniques (Table 1).

Conclusion

The stability of the two fixation techniques was evaluated in flexion/extension using the biomechanical parameters defined by Wilke et al (1998). The results showed that there was no significant difference in the means of the biomechanical parameters of the injured joint L7-S1 between the two fixation techniques and it was concluded that the stability provided by the two fixation techniques is similar.

Reference