Additional File 2 Repeatability of the assays for this study is included as additional data.
[bookmark: _GoBack]Table S5. The repeatability of each of the iELISAs was evaluated using the heterologous international equine reference serum as well as a pooled rhinoceros positive control serum.  Each serum was tested in duplicate at a high (10 units) medium (1.25 units) and low (0.156 units) concentration on 3 consecutive days. 
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Organism Relative unitsRepeat 1Repeat 2Repeat 3Mean

Standard 

deviation

CV % Repeat 1Repeat 2Repeat 3Mean

Standard 

deviation

CV %

10 3.360 3.381 3.364 3.368 0.011 0.331 3.692 3.784 3.799 3.758 0.058 1.541

1.25 0.698 0.691 0.690 0.693 0.004 0.629 0.654 0.674 0.645 0.658 0.015 2.257

0.15625 0.035 0.035 0.032 0.034 0.002 5.094 0.045 0.052 0.050 0.049 0.004 7.358

100 1.852 1.774

NA

1.813 0.055 3.042 1.123 1.248

NA

1.186 0.088 7.456

12.5 1.002 1.016

NA

1.009 0.010 0.981 0.234 0.273

NA

0.254 0.028 10.879

0.156 0.241 0.259

NA

0.250 0.013 5.091 0.047 0.047

NA

0.047 0.000 0.000

27.5 1.543 1.626 1.614 1.594 0.045 2.814

1.733 1.767

1.774 1.758 0.022 1.248

3.43 0.795 0.717 0.792 0.768 0.044 5.754

0.649 0.635

0.637 0.640 0.008 1.182

0.429 0.181 0.162 0.151 0.165 0.015 9.217 0.154 0.146 0.135 0.145 0.010 6.579

17 1.452 1.551

NA 1.502

0.070 4.662 1.565 1.634

NA

1.600

0.049

3.050

2.125 0.575 0.605

NA 0.590

0.021 3.595 1.161 1.133

NA

1.147

0.020

1.726

0.26 0.070 0.062

NA 0.066

0.005 8.118 0.219 0.222

NA

0.221

0.002

0.962

25 1.563 1.553 1.530 1.549 0.017 1.093 1.465 1.465 1.452 1.461 0.008 0.514

3.125 0.956 1.061 0.903 0.973 0.080 8.262 0.935 0.997 0.997 0.976 0.036 3.666

0.39 0.136 0.126 0.100 0.121 0.019 15.400 0.167 0.148 0.134 0.150 0.017 11.067

C. sordellii

C. septicum

International reference positive serum (OD

450

) Pooled rhinoceros positive control serum  (OD

450

)

C. perfringens type A

C. chauvoei

C. novyi


